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Indirect measurement of blood pressure during exercise
testing can be misleading
BRIAN A GOULD,* ROBERT S HORNUNG,t DOUGLAS G ALTMAN,
PETER M M CASHMAN, EDWARD B RAFTERY

From the Department of Cardiology and the Divisions of Clinical Sciences, Bioengineering, and Computing and
Statistics, Northwick Park Hospital and Clinical Research Centre, Harrow, Middlesex

SUMMARY Indirect blood pressures recorded with a random zero sphygmomanometer were com-

pared with simultaneous intra-arterial blood pressures recorded with the Oxford system. Twenty
five patients undertook a graded bicycle exercise test, cycling at workloads increasing from 41, 65,
114, and 163 W (250 to 400, 700, and 1000 kpm per min) with each grade being maintained for three
minutes unless the exercise test was terminated earlier at the point of fatigue. Intra-arterial pressures

were recorded continuously and indirect measurements made at steady state levels in the 30 seconds
before each change in grade and immediately after the termination of the exercise protocol. The
mean difference in systolic blood pressure at 5*5 minutes of exercise showed that the indirect
measurement underestimated the direct measurement. Immediately after the termination of exercise
the blood pressure fell precipitiously to a highly significant degree. For both systolic and diastolic
pressures there was considerably individual variability.

These data confirm that indirect methods of blood pressure measurement during dynamic exer-

cise testing are inaccurate and may provide misleading information.

Blood pressure is a continuous physiological variable,
with considerable changes from beat to beat and
minute to minute in response to numerous influences
both external and internal to the individual. Single
recordings using the indirect technique (mercury in
glass manometer, arm cuff, and Korotkoff sounds)
can provide only a rough estimate of the true values,
although the degree of accuracy can be improved by
taking the mean of repeated measurements.' 2 Com-
parisons of direct and indirect techniques3-6 have
shown that considerable discrepancies can occur even
when recording conditions are ideal. Indirect meas-
urements in the exercising subject are likely to be
even more inaccurate because of the movement of the
subject, the high level of extraneous noise, and the
likelihood of increased variability induced by the
increasing respiratory effort, yet most of the available
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information on the blood pressure response during
exercise has been collected in this way.79 Some
workers7 9 10 have attempted to improve their accu-
racy by recording the blood pressure immediately
after the cessation of exercise, but intra-arterial
recording has shown that the blood pressure falls very
rapidly at this time and may return to the baseline
levels within 30 seconds (Fig. 1).11 12
We report here the results of a formal comparison

of direct and indirect recordings obtained at different
grades of exercise and in the immediate postexercise
period.

Patients and methods

Twenty five patients were recruited from the Harrow
Hypertension Clinic; 11 were taking no medication
and 14 were receiving antihypertensive treatment (10
patients were taking beta adrenoceptor blockers, of
whom three were also taking prazosin, while the
remaining four patients were taking prazosin alone).
The group consisted of 19 men and six women with a
mean age of 49 (range 23-66) years. All patients had a
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Fig. 1 Intra-arterial recording ofone patient during bicycle
exercise testing.

diagnosis of essential hypertension, having undergone
routine testing to exclude secondary causes.

BLOOD PRESSURE RECORDING
Since indirect blood pressure was recorded from the
dominant arm and direct pressure from the non-
dominant arm the pressures in the two arms were
assessed independently by two observers using a ran-
dom zero manometer attached by a Y tube to two
cuffs. The cuffs were then interchanged and further
measurements taken. The procedure was then re-
peated with the observers changing arms. The rela-
tion of arm circumference was also assessed and found
not to influence the data (manuscript in preparation).

Each subject then underwent intra-arterial
ambulatory blood pressure monitoring, a technique
which has been fully described and evaluated else-
where.'3 -15 Patients attended hospital in the morn-
ing, before 1100, for percutaneous insertion of the
intra-arterial cannula into the brachial artery of the
non-dominant arm. The blood pressure signal was
measured with the Stott transducer-perfusion system
and recorded on a Medilog I tape recorder (Oxford
Medical Systems). This system has previously been
validated and found to have a frequency response flat
to 8 Hz,14 as well as being accurate in comparison
with a Millar tipped catheter at varying heart rate.'5

EXERCISE TEST
After insertion of the cannula, each patient undertook
a bicycle exercise test using an Elema (type 369)
bicycle. They were requested to cycle at workloads
increasing from 40-8, 65-2, 114, and 163 W (250, 400,
700, and 1000 kpm per min), each grade being main-
tained for three minutes or terminated earlier at the
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point of fatigue. The tests were carried out under
standardised conditions with a constant laboratory
temperature and at approximately the same time in
the morning. Indirect blood pressures were recorded
by one of two physicians in the last 30 seconds of each
grade of exercise and immediately after exercise was
stopped using a Hawksley random zero sphyg-
momanometer.'6 For diastolic measurements Korot-
koff phase V was used. The exact time the pressure
was recorded was marked on the intra-arterial tape
using an electrical event marker.
The indirect pressure was recorded from the

dominant arm of each patient, which was extended
over the handle bars, and supported by the observing
physician and was at the same level as the intra-
arterial blood pressure transducer. The intra-arterial
system was calibrated within 5 minutes of the exercise
test.

DATA ANALYSIS
The tapes were replayed on a linear direct writing
recorder (Watanabe) to check the signal quality and
identify the event marks. A purpose built hybrid
computerl7 was used to digitise a half minute mean
blood pressure corresponding to each electrical event
mark. It was not possible to identify the exact direct
beats corresponding to the indirect systolic and dias-
tolic pressures, so we used the mean blood pressure
over the 30 seconds during which the indirect pres-
sure was recorded. This has been shown to agree
closely with single systolic and diastolic beats.'8 Fig-
ure 1 shows the rapid reduction of the blood pressure.
In addition to this rapid fall in blood pressure there
were fluctuations in pressure due to respiration, vas-
omotor activity, and other reflex activity. The only
way this problem could be overcome would be to have
an event made at the instants the cuff systolic and
diastolic sounds were detected, so that a true beat by
beat comparison could be made. Mistiming of the
exact beat may lead to a significant error. We consi-
dered that the risk of mistiming estimating the exact
beats was substantial and preferred the 30 second
mean intra-arterial pressure.
The mean and standard deviation for each meas-

urement were calculated as well as the mean differ-
ence (discrepancy) and the standard deviation and
frequency distribution of between method differ-
ences, which were plotted in addition to a scatter
plot.'9 Paired t tests were used to assess the mean
differences between pairs of readings.
Numerous comparisons of resting indirect and

direct arterial blood pressure measurements have
been reported,36 but it was not our intention to
repeat this work. Resting indirect blood pressure
measurements were not made routinely, but 12
patients did have resting indirect and direct arterial
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Table 1 Mean discrepancy values in blood pressure measured by indirect and direct methods during dynamic bicycle exercise

Exercise time Recording Blood pressure (mm Hg) Heart rate
method

Mean SD n Mean difference SD of differences t value p value Mean SD
between methods

Systolic pressure
Exercise (min)
At 2-5 Indirect 181 29-4 25 -15 13 -8 0-001 90 17-0

Direct 196 33-6
At 5-5 Indirect 188 36-5 25 -16 15-2 5-3 0-001 102 20-7

Direct 204 38-3
At 8-5 Indirect 200 35-1 13 -15 12-3 4-2 0.001 123 26-8

Direct 215 36-9
After Indirect 200 37-8 25 -18 18-5 4-8 0-001 114 32-0

Direct 217 41-4

Diastolic pressure
Exercise (min):
At 2.5 Indirect 114 19-6 25 4 14-1 1-2 0-2

Direct 110 17-2
At 5-5 Indirect 111 21-0 25 -2 12-9 0 9 0*5

Direct 113 18-3
At 8-5 Indirect 114 23-2 12 2 9-6 0.5 0-5

Direct 116 22-2
After Indirect 102 19-8 25 -14 15-4 4-7 0.0001

Direct 116 21-2

blood pressures compared at a similar time to the
above study. These data have been used to compare
the mean difference between the two techniques of
blood pressure measurement at rest and during exer-

cise. Replicated (that is, repeated) resting mean dif-
ferences were obtained and an analysis of variance
undertaken from which a pooled estimate of the mean
difference and standard deviation was obtained. This
was used to compare the mean differences between
indirect and direct at rest, after 2-5, 5 5, and 8-5
minutes of exercise, and on cessation of exercise.
The intersubject variability was tested by calculat-

ing the variance ratio (F test), and paired t tests were

used to compare the mean differences of average rest-
ing clinic blood pressure and intra-arterial blood pres-
sure with those after 2-5 and 5-5 minutes of exercise.

Results

No significant differences were found between the left
and right arm blood pressures of these patients with a

mean difference of <1 mm Hg and standard errors of
0-69/0I45 mm Hg.

COMPARISON OF INDIRECT AND DIRECT BLOOD

PRESSURE
Table 1 summarises the detailed results for 2 5, 5.5,
and 8 5 minutes and postpeak exercise. Since these
were similar, only plots for 2 5 minutes of exercise
and postpeak exercise are included in Fig. 2 (the lines
are the lines of identity). The overall trend was the
same for each stage; indirect systolic pressures grossly

underestimated intra-arterial pressure, but the dias-
tolic pressures were similar with both techniques. For
both systolic and diastolic pressures there was consid-
erable individual variability.

COMPARISON OF CLINIC INTRA-ARTERIAL BLOOD
PRESSURE DIFFERENCES AT REST AND DURING
EXERCISE
The replicated readings of resting blood pressure dif-
ferences between indirect and direct recordings were
subjected to an analysis of variance. The mean differ-
ences and standard deviations were calculated for the
12 patients who had resting indirect and direct blood
pressures (Table 2). Analysis of the intersubject
variability at rest compared with exercise (Table 2)
showed that the trend was towards wider differences
and greater variability of the indirect method in rela-
tion to intra-arterial blood pressures during exercise
compared with at rest.

Discussion

Despite the well known fluctuation of the blood pres-
sure with exercise, measurement of rapidly changing
blood pressure using the standard indirect technique
has been subjected to only limited critical validation.
Under conditions of quiet supine rest the indirect cuff
method compared with intra-arterial pressure has
shown a wide range of differences,36 and this discre-
pancy might be expected to get worse when measure-
ments are attempted during strenuous exercise. Apart
from the obvious physical difficulties of recording
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Fig. 2 Scatterplot andfrequency histograms comparing indirect and intra-arterial bloodpressures (a) at 25 minutes ofexercise and
(b) immediately after the end of exercise (postpeak). (a) 28% ofsystolic and 44% of diastolic indirect blood pressures and (b) 24% of
systolic and 36% ofdiastolic indirect blood pressures were within 10 mm Hg of the intra-arterial blood pressures recorded.

indirect measurements during exercise, it is known
that physiological changes in the cardiovascular sys-
tem take place which may well affect the physical
characteristics of the brachial artery and hence the
intrinsic accuracy of the indirect technique.
The present study has confirmed the very rapid fall

in blood pressure on cessation of exercise and has

shown that during exercise the indirect systolic pres-
sures consistently and significantly underestimate the
intra-arterial pressures. The mean difference, ranging
from 15 to 18 mm Hg, was slightly greater than previ-
ously reported in a similar comparison at rest when
the mean difference was found to be 12 mm Hg.'9
The mean discrepancy for diastolic pressures was

Table 2 Analysis of blood pressure data recorded by indirect and direct metods at rest, at 25,5*5, and 8-5 mimnes of exercise, and after exerci

Blood Mean (SD) difference between ?meods Statistical compansons
pressure

Rest* 2-5 5.5 85 Postpeak 2-5 vs rest 5 5 vs rest Postpeak
rest

tt p Ft p tt p Ft p Ft p
vale value value value valu

Systolic 0-8 (12-2) -16-7 (15-1) -16-5 (18-8) - 15-0 (14-0) -16-8 (12-3) 3-13 0 01 1-52 0 50 2-46 0-03 2-36 0-17 1-02 0-9E
(n= 12) (n= 12) (n= 12) (n=7) (n= 12)

Diastolic -11-3 (9-0) 2-4 (18-4) -4-8 (14-8) -5-8 (4 4) -15-7 (12-1) 1-40 0-19 4-15 0 03 2-81 0-02 2-69 0-12 1-80 0-3'
(n= 12) (n= 12) (n= 12) (n=6) (n= 12)

*From analysis of variance using two or three observations per subject.
tPaired t test comparing differences in blood pressure using indirect and direct methods.
tTwo sided F test comparing intersubject variability in differences in blood pressure with two methods.
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not as large as that for systolic pressures, individual
differences ranging from -14 to +4 mm Hg. The
indirect diastolic pressures were approximately the
same on average as direct pressures at 2*5, 5 5, and 8.5
minutes of exercise, although there was considerable
variation for individual subjects.
The large discrepancies (mean - 18/-14 mm Hg)

which were found in the postexercise period can be
explained by the method of data collection. A single
indirect pressure was recorded and compared with a
30 second mean intra-arterial pressure recorded while
the indirect pressure was measured. Since intra-
arterial pressures at the end of exercise fall rapidly this
mean was taken on a downward pressure slope.
Workers using the postexercise pressure with the
indirect technique have the same problem, and it
would seem to be impossible to measure the blood
pressure using a sphygmomanometer at the same
point of the slope for the same individual on different
occasions or in different individuals at the same point
of the falling pressure slope. Comparison of the indi-
rect and intra-arterial blood pressure mean difference
at rest and during exercise shows a trend to higher
systolic mean differences during exercise, and the
individual differences were more variable.

These data suggest that it is necessary to perform
intra-arterial recordings during all exercise tests. For
clinical purposes this is obviously impracticable, but
we would advise caution in relying on such measure-
ments. We recommend using intra-arterial record-
ings, for research purposes, where blood pressure
measurements are important.
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