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Intracoronary ultrasound: current state of the art

Peter P Kearney, Ian R Starkey, George R Sutherland

For the last 30 years, coronary angiography
has been the definitive method of evaluating
coronary artery anatomy. The introduction of
percutaneous coronary revascularisation and
the growing appreciation of the pathophysio-
logical and prognostic importance of arterial
wall morphology have led to the realisation
that angiography is inherently limited in
defining the distribution and extent of coro-
nary wall disease and in accurately measuring
irregular lumina. Intravascular ultrasound has
been developed in direct response to these
demands and after a period of technical evolu-
tion now offers a highly informative comple-
mentary method of imaging the coronary
arteries.
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Technical considerations
Intravascular imaging creates complex new

demands in transducer design and manufac-
ture, but despite this a range of effective
miniaturised transducers has been developed
which can be used to image vessels of < 10
mm internal lumen diameter. The necessary
reduction in transducer size decreases both
power output and sensitivity, and in addition
reduces the length of the "near field" where
beam width and hence lateral resolution is
stable. Fortunately, lateral resolution is pro-
portional to transducer diameter and
improves within the near field as transducer
size decreases. The near field is lengthened by
increasing transmitter carrier frequency. The
limited power and sensitivity of the minia-
turised transducer and greater attenuation of
higher frequency signals is mitigated by low
attenuation and effective acoustic coupling in
the blood filled lumen and the short distances
interrogated.

Both mechanical and solid state transduc-
ers have been developed, with each transducer
type having specific strengths and weaknesses.
Mechanical transducers operate at higher fre-
quencies, provide better resolution, and have
been miniaturised to a greater extent than
their solid state counterparts. On the other
hand, electronic systems do not suffer from
the rotation angle artefact that arises from
non-uniform transducer rotation. Imaging
with solid state transducers is devoid of
guidewire and strut shadow artefacts as the
transducers are arranged circumferentially on

the catheter surface. Theoretically, combina-
tion imaging/therapeutic devices may more

easily be configured without moving parts or a

drive shaft. The image quality delivered by
both types of transducer has improved very
significantly in the last two years, and further
refinements are anticipated.

Ultrasonic appearance ofthe normal
arterial wall
Arteries may be categorised on the basis of the
histology of the media. The larger, central
components of the arterial tree (aorta,
carotids, common iliac and pulmonary arter-
ies) are "elastic" arteries, so called because
their media is composed of sheets of smooth
muscle cells separated by multiple lamellae of
elastin and collagen. On the other hand, con-
nective tissue is relatively sparse in "muscu-
lar" arteries, such as the external iliac,
femoral, renal, mesenteric, and coronary
arteries. Identification of the outer border of
the vessel with ultrasound depends on the
presence of an ultrasonic interface between
the outer layers of the vessel wall.' The media
of muscular arteries appears as a distinct
hypoechoic layer, sandwiched between the
relatively more echodense intima and adventi-
tia, giving rise to the so called three layer
appearance (fig 1A)." A high concentration
of smooth muscle cells in the adventitia or
fibrous degeneration of the media may lead to
ultrasonic homogeneity and a poorly delim-
ited outer border in muscular arteries.4 The
outer border of elastic arteries is usually ill
defined because of the high echogenicity of
the elastic media and absence of an acoustic
interface, unless provided by hypoechoic
adventitia composed of loose connective
tissue.3

Medial thickness is thus difficult to assess
with intracoronary ultrasound. The thickness
of the inner echogenic layer, conventionally
interpreted as intima, correlates more closely
with the combined thickness of intima and
media, possibly because of collagen accumu-
lation within the media.5 Trailing edge
"blooming" of echoes from the highly reflec-
tive internal elastic lamina also increases the
width of intimal echoes. Conversely, the
width of the media may be overestimated by
limited grey scale assignation in ultrasound
systems with a narrow dynamic range, leading
to an artefactually wide sonolucent zone deep
to the intimal leading edge.6 In normal coro-
nary arteries in young subjects, in which inti-
mal thickness is less than the resolving power
of the imaging system, the intima may not be
visible.7

Vessel and plaque area measurement
In view of the difficulties encountered in iden-
tifying the inner border of the media, vessel
cross sectional area is best measured by trac-
ing the outer perimeter of the echolucent layer
(the so called external elastic lamina area), to
encompass intima + media and lumen area.
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Figure 1 (A) Normal arteries are circular, and usually have a thin intimal leading edge giving rise to a "three layer" appearance. (B) Moderately
echodense circumferential intimal thickening is evident. This appearance corresponds to plaques composed offibrous tissue and smooth muscle cells. (C)
Calcium is distinguished by a highly echodense leading edge and distal acoustic shadowing. In this image a small eccentric calcific plaque is seenfrom 7 to
11 o'clock with characteristic reverberations radiating outward within the acoustic shadow. (D) Lipid accumulations or "atheroma" may be identified as
echolucent zones within the body ofa plaque. In this unstable lesion, a semilunar echolucent area, characteristic ofa lipid pool, is evident within a large
eccentric plaque (11 to 7 o'clock). The catheter blank occupies much of a small eccentricaUly placed lumen (7 to 11 o'clock) which is separatedfrom the
lipid pool by a thin fibrous cap (arrow head). (E) Intracoronary thrombus may have a granularfinely speckled ultrasound appearance. This patient with
an impending infarction due to thrombotic subtotal occlusion of the mid right coronary artery had reaccumulation of thrombus (seen here separating the
catheter blank from the remainder ofa large lumen) after intracoronary thrombolytic therapy.

"Plaque", "lesion", or "intimal" cross sec-
tional area is calculated from the difference of
vessel and lumen areas (fig 2). The vessel cross
sectional area stenosis (intima + medial area
divided by vessel area x 100) measured from
intracoronary ultrasound images or histologi-
cal sections is inherently different from angio-
graphically assessed "percentage stenosis", an
expression of luminal narrowing at the stenosis

Internal
elastic lamina

Lume

External
elastic lamina

relative to interpolated or reference segment
lumen dimensions. The relationship between
lumenographic and tomographic percentage
stenosis is neither linear nor predictable
because of the diffuse nature of coronary ath-
erosclerosis (up to 40% of angiographically
normal "reference" segments of vessels
undergoing intervention is occupied by
plaque8 9) and because of adaptive vessel
enlargement at the site of disease.'0 Both fac-
tors diminish the focal impact of atheroscle-
rotic wall thickening on lumen dimensions
and may account for the poor correlation
noted between intracoronary ultrasound and
angiographic percentage stenosis narrowing
(fig 3).11 12

The quantitative accuracy of
intravascular ultrasound
Studies in phantoms and comparisons with
histology have confirmed the accuracy of
intravascular ultrasound measurements.
Several comparative studies have shown that
direct measurement of lumen dimensions
with intravascular ultrasound may disclose
significant overestimation of lumen size by
angiography. As outlined below, the data in
this regard are far from consistent, and
require further clarification (table 1).

Plaque (+media) area

Figure 2 Upper panel: A diagram of the arterial wal structure. Lower panel: Examples of
intravascular ultrasound measurements of vessel, lumen, and plaque cross sectional area.
Vessel cross sectional area is measured by tracing the outer perimeter of the echolucent layer
(media), corresponding with the course of the external elastic lamina. The perimeter of the
bloodlintima interface is traced to measure the cross sectional area ofthe lumen.
"Plaque", "lesion", or "intima" cross sectional area is calculatedfrom the
difference between vessel and lumen areas.

IN VITRO PHANTOM CORRELATIONS
In vitro ultrasound measurements of cylindri-
cal phantoms of known dimensions are highly
accurate, although non-coaxial alignment of
the catheter (not eccentric coaxial alignment)
leads to geometrically predictable overestima-
tion of lumen size.3 A further study has shown
that intracoronary ultrasound measurements
of irregularly shaped phantom lumens are
more accurate and smaller than quantitative
angiographic measurements and correlate bet-
ter with measured flow rates. 19

IN VITRO HISTOLOGICAL CORRELATIONS
Ultrasound and histological measurements of
lumen area, vessel area, and plaque area cor-
relate closely3420 but correlation alone fails to
convey the direction and extent of any mea-
surement bias that exists. A more informative
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Figure 3 Left panel: A
schematic ilustration ofa
focally stenosed coronary
arterial segment. Line A
transects the proximal
lumen, B the point of
minimum lumen
dimensions, and C the
distal lumen. Right upper
panel: The angiographic
appearance ofthe same
vessel with linesA and C
transecting the "normal"
reference segments against
which the diameter stenosis
is evaluated by either
caliper or automated edge
detection systems. In the
right lowerpanel,
intravascular ultrasound
(IVUS) shows
considerable intimal
thickening at pointsA and
C, and vessel cross
sectional area expansion at
the point offocal luminal
stenosis B. Both factors
explain the discrepancy
between the > 90% vessel
cross sectional area stenosis
measured by IVUS and
the angiographically
derived calculated lumen
cross sectional area stenosis
of 70% between points A/C
and B.

A B A B C

1in11Kx4

A B

measure of agreement was applied by
Anderson et al,2' who found that the intra-
vascular ultrasound device markedly over-
estimated lumen area. The bias could not be
accounted for by a smali calibration error or
tissue shrinkage and may have arisen from the
narrow dynamic range- and limited image
quality of the ultrasound system employed in
the study. Even when using state of the art
scanning equipment, exact comparison of
ultrasound and histology measurements is
limited by technical factors. Geometric distor-
tion following sectioning of non-pressure-
perfused vessels reduces histological lumen
area. Significant tissue shrinkage that occurs
during histological processing may lead to an
increase in lumen size following outward
radial contraction of the Wall.20 Formalin fixa-
tion, on the other hand, does not appear to
affect vessel dimensions.20

ANGIOGRAPHIC CORRELATION
Comparisons between angiographic and intra-
coronary ultrasound measurements of lumen
dimensions have generally shown good agree-
ment in normal vessels, but agreement deteri-
orates as lumen irregularity increases. The
first systematic comparison between ultra-
sound and quantitative angiography in canine

Table 1 In vivo correlations of ultrasound and angiographic lumen diameter
measurement. Values are means (SD)

Minimum diameter (mm)
Correlation Direction

Reference coefficient of bias IVUS Angiography

"Normal segments"
Nissen, et al '3t 0-98 IVUS < angio 5-6 5-7
De Scheerder'4 0-92 IVUS < angio 3-5 (0-7) 3-6 (0-7)
Nissen, et al '5 9-92 IVUS < angio 2-88 (0-57) 2-83 (0 52)
Tobis, et al8 0-26 IVUS > angio 3-0 (1 1) 3-0 (1-0)
St Goar, et al'6 0-86 IVUS > angio 3-8 (0 9) 3-4 (0-8)

Diseased segments
De Scheerder'4 0 47 IVUS < angio 2-1 (0-4) 2-7 (0 4)
Nissen, et al"5 0 77 IVUS < angio 3-11 (0-76) 3-17 (0 83)
Mintz, et al 7 0-83 IVUS > angio 1-6 (0-6) 1-1 (0-8)
Port, et al 12 0 59 IVUS > angio 3-3 (0-9) 2-7 (0-8)

Postintervention
De Scheerder '4 0-28 IVUS < angio 1-9 (0 3) 2-1 (0-5)
Nissen, etal"3t 0-86 IVUS < angio 6-7 6-6
Tobis, et al8 0-12 IVUS > angio 2-2 (0-6) 1-9 (0-5)
Davidson, et al "8 0-28 IVUS > angio - -

IVUS = intravascular ultrasound
tCanine peripheral arteries. All other studies were performed in living human subjects.

C

peripheral arteries showed a close correlation
for lumen dimensions that worsened after bal-
loon angioplasty. Ultrasonically measured
lumen dimensions tended to be slightly
smaller, particularly after angioplasty.'3 The
same group found that the correlation
between ultrasound and angiography was
excellent in the circular lumina of normal
human arteries, but deteriorated in diseased,
eccentric lumina, where again ultrasound
dimensions were smaller. 15 Similar findings
have recently been reported by De Scheerder
et al, who found a clear bias toward;overesti-
mation of lumen dimensions by angiography
in stenosed and postangioplasty segments.'4
Ultrasound measurements ofminimum lumen
diameter have been shown to be significantly
smaller than angiographic measurements after
a range of coron'ary interventions.22
A systematic bias in the opposite direction

has also been documented. In angiographi-
cally normal arteries, St Goar et al found a
close correlation between angiographic and
intracoronary ultrasound dimensions, but
83% of ultrasound measurements were above
the line of identity.'6 Porter et al, in a study of
angiographically mildly diseased 'coronary
arteries, found a moderate linear correlation
between angiographic and ultrasound mea-
surements of diameter (r = 0-59), but ultra-
sound measurements tended to be larger.'2
Tobis et al found a poor correlation between
intracoronary ultrasound and angiographic
measurements for normal reference segments
(r = 026) which further deteriorated after
angioplasty (r = 0 12)."1 Although frequently
cited as an example of the marked discrep-
ancy that may occur between angiographic
and intracoronary ultrasound assessments of
irregular lumina, the ultrasound measurement
of lumen area at-the angioplasty site was 33%
larger than lumen area calculated from angio-
graphic diameters. A similar pattern has been
reported in several later intracoronary ultra-
sound studies of different coronary interven-
tions.'82324 Possible explanations for this bias
are listed in table 2.

QUALITATIVE VALIDATION
In an early in vitro study, Gussenhoven et al
noted that different plaque constituent tissue
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Table 2 Possible explanations for discrepancy between angiographic and ultrasound
measurements

Angiographic underestimation oflumen diameter
False lumen (dissection) not incorporated into angiographic measurement of diameter
Reduced contrast density at wall/lumen interface as a result of non-laminar flow

IVUS overestimation oflumen dimensions
Low dynamic range leading to weak intimal signal dropout
Scanner miscalibration
Rotation angle artefact in eccentrically positioned catheters
Non-coaxial alignment of catheter within the vessel (rare in the coronary arteries)
Direct splinting of disrupted vessel wall by catheter
Indirect splinting of vessel wall (increased intraluminal pressure and wall tension)
Observer bias (selection of miniimum lumen diameter is operator dependent and
unstandardised)

IVUS = intravascular ultrasound.

types appeared to have distinctive ultrasonic
characteristics.2 Lipid deposits were hypo-
echoic fibromuscular lesions and fibrous
lesions of intermediate echogenicity, and cal-
cium was brightly echogenic with distal
acoustic shadowing (fig 1, B-D). Subsequent
studies have confirmed that grey scale levels
do correspond with tissue type, but with vari-
able sensitivity and specificity (table 3). The
sensitivity for lipid deposits may be reduced
by echogenic inclusions, and the specificity
may be reduced by a narrow system dynamic
range, giving rise to a subintimal echolucent
zone regardless of tissue type.6 Ultrasonic
identification of lipid or calcification is also
dependent on the radial thickness of the
deposits, which must be more than 025 mm
to be detectable.25 Intra-arterial thrombus has
been reported to produce "granular" echoes
of variable echodensity (fig 1E)27 and bright,
finely speckled echoes,2829 although the pat-
tern appears to be neither sensitive26 nor spe-
cific.29a Platelet-rich thrombi are echolucent,
in contrast to whole blood thrombi which
generate a characteristic fine speckled ultra-
sonic appearance.30

REPRODUCIBILITY
The short term reproducibility of intracoro-
nary ultrasound measurements appears to be
high, particularly for the measurements that
can be obtained directly.3' Medium and long
term variability has not been examined and
must be established before this technique is
confidently applied to the study of restenosis,
arterial remodelling, and the effects of lipid
lowering therapy. The development of a
reproducible method of longitudinal orienta-
tion within the vessel is a prerequisite for min-

Table 3 In vitro comparisons between intravascular ultrasound tissue characterisation
and histology

Study Tissue Sensitivity Specificity

Potkin, et a120 Lipid 78% (7/9) 97% (100/103)
Fibrous 96% (81/84) 93% (26/28)
Calcific 100% (19/19) 100% (93/93)

DiMario, et a14 Lipid plaque 89% (32/36) 97% (62/64)
Fibrous plaque 67% (32/48) 100% (52/52)
Calcium 97% (35/36) 98% (63/64)

Peters, et al25 Lipid deposits 46% (16/35) 97% (67/69)
Calcific deposits 77% (20/26) 100% (78/78)

Siegel, et al26 Normal 100% (12/12) 95% (58/61)
Stable atheroma 100% (18/18) 90% (52/58)
Disrupted intima 84% (26/31) 96% (44/46)
Thrombus 57% (8/14) 90% (51/57)

imising interstudy quantitative variability.
The qualitative reproducibility of intracoro-
nary ultrasound identification of tissue type
and the mechanisms of angioplasty (including
vessel wall tears, dissections, stretch, or "com-
pression") is also largely unknown. Better
image quality, objective methods of tissue
characterisation, and the application of widely
accepted definitions are important factors in
minimising variability.

Safety and feasibility
Reports to date indicate that despite its inva-
sive nature, intracoronary ultrasound imaging
is associated with only a minor incidence of
complications. Of 2207 studies performed in
22 centres, 92% of cases were free of compli-
cations and the commonest event was
vasospasm, reported in 2-9% of cases.32 Other
procedural events attributable to the use of
intracoronary ultrasound, including dissec-
tion, thrombosis, embolisation, and acute
occlusion, occurred in 0 3% of cases, and
major complications (myocardial infarction
and emergency coronary artery bypass graft)
in 0-1%. Procedural and major complications
of doubtful relationship to intracoronary
ultrasound occurred in 0 4% and 02% of
cases respectively. Events were commoner in
patients with unstable angina or acute
myocardial infarction, but neither centre
experience nor catheter size appeared to influ-
ence the rate of complications. Quantitative
angiographic follow up of patients who have
undergone intracoronary ultrasound examina-
tion for assessment of transplant artery status
revealed no evidence to suggest accelerated
intimal thickening in instrumented vessels.33

Angiographically "normal" arteries
Coronary angiography is an insensitive
method for detecting early atheromatous
thickening of the arterial wall, partly because
of vascular remodelling that allows plaque to
occupy an average of 40% of coronary vessel
cross section before luminal encroachment
occurs. This phenomenon of so called
"Glagovian" adaptive enlargement has been
documented in vivo using intracoronary ultra-
sound34 and in the same study, vessel area was
found to be greater at the site of focal luminal
stenoses than in proximal segments. The
plaque burden in the so called "normal refer-
ence segments" of vessels undergoing
coronary intervention averages 35-40%.8
Angiographically normal or near normal left
main coronary arteries are also commonly dis-
eased. Atherosclerotic plaques were evident in
90% of a series of patients undergoing percu-
taneous coronary intervention35 and in 45% of
a mixed series undergoing diagnostic and
postinterventional study.'6 It must be remem-
bered that the epidemiology of coronary dis-
ease is largely based on the number of vessels
in which "significant" (> 50% lumen diame-
ter reduction) luminal stenoses have been
angiographically documented and that the
prognostic significance of non-obstructive
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plaques in vessels which have adaptively
enlarged has yet to be established.

Coronary wall pathology
CORONARY WALL MORPHOLOGY
Intravascular ultrasound characterises vessel
wall morphology more accurately than
angiography. Calcification is evident approxi-
mately twice as often on ultrasound as on flu-
oroscopy (76% v 48%37). Lesion eccentricity
is seen in 77% of lesions with ultrasound (a
figure similar to that documented at
necropsy), in contrast to one third of angio-
graphic stenoses.'839

CARDIAC ALLOGRAFT ARTERIOPATHY
Allograft arteriopathy is the major cause of
late cardiac transplant failure, but in its early
stages luminal compromise is absent or too
diffuse to be angiographically evident. Intra-
vascular ultrasound is superior to angiography
in determining the presence of graft arteri-
opathy.40 Even when minimal irregularities on
angiography were considered abnormal, inti-
mal thickening was seen in twice as many
patients on ultrasound (34%) as had angio-
graphically evident disease (15%). Studies of
vasomotion'-44 and combined cross sectional
and Doppler ultrasound studies4243 following
pharmacological provocation have been used
to correlate the morphology and function of
allograft arteries.

ACUTE CORONARY DISEASE
Intracoronary ultrasound is well suited to the
in vivo study of acute coronary lesion mor-
phology. Plaque rupture has been identified
with the technique following myocardial
infarction,45 and echolucent zones-possibly
indicative of lipid deposits-occur more fre-
quently in acute than in stable coronary
lesions and are a more sensitive indicator of
instability than angiographic criteria.9 A con-
figuration of echo markers specific for unsta-
ble angina and highly suggestive of mural
thrombus has been found on preinterven-
tional imaging of unstable lesions.46 These
consist of a fine echodense line running cir-
cumferentially within the lesion, suggesting an
acoustic interface between thrombus and the
underlying plaque, and close conformation of
the new lumen shape after intervention with
the inner layer, delimited by the line present
before intervention (fig 4).

CORONARY VASOMOTOR FUNCTION
The vasomotor activity of the coronary arter-
ies is readily assessed by real time tomo-
graphic measurement of lumen area change.47
In combination with intracoronary Doppler,
absolute coronary flow can be calculated and
the differential effects of therapeutic agents on
conductance and resistance vessels studied.4248
The degree of change in lumen cross sectional
area during the cardiac cycle is a measure of
vessel wall distensibility. Increasing intimal
thickness in coronary arteries correlates in a
non-linear fashion to reduced distensibility,
and following balloon angioplasty and direc-

Figure 4 Difficulties arise in identifying intracoronary
thrombus. A set of echographic markers highly suggestive
of thrombus has been identified in acute coronary lesions,
illustrated in this lesion before angioplasty (A) where a
subde echographic interface (arrowheads) demarcates an
inner layer ofprobable thrombus. Angioplasty resulted in
remodelling or displacement of the layer, producing
considerable lumen enlargement in the absence of
significant vessel stretch (B). The plaque has torn at its
thinnest point (large arrow) and a subintimal dissection
runs counterclockwise from 6 to 3 o'clock (as far as the
smaUl arrow).

tional atherectomy the distensibility of heavily
diseased vessel segments is comparable to
normal vessels and greater than mildly dis-
eased segments.49

The study of coronary interventions
PERCUTANEOUS BALLOON ANGIOPLASTY
Until the introduction of intracoronary ultra-
sound, in vivo study of coronary balloon
angioplasty had been thwarted by the limita-
tions of angiography in documenting changes
within the vessel wall. Although necropsy data
suggest a central role for intimal and medial
dissection in successful angioplasty, dissec-
tions are evident on angiography in only
20-30% of cases. Angiographic dissection has
been found to correlate with both lower50 and
higher5' rates of restenosis, and one study
showed no apparent effect.52 The confusion
may in part be related to the limitations of
angiography in detecting, characterising, and
quantitating dissections and also to the het-
erogeneity of angiographic appearances after
percutaneous transluminal angioplasty
(PTCA) that are described by the term "dis-
section". Plaque tears are identified twice as
often by ultrasound as by angiography. 18 38

Detailed geometric analysis of intracoronary
ultrasound images of plaques before dilatation
can identify stress points where plaque rup-
ture is likely to occur53 and the size and loca-
tion of dissections relates to the presence of
calcification, probably as a result of increased
local shear stress at the junction of compliant
and non-compliant plaque components.54 The
positive contribution of dissection to lumen
gain is supported by data documenting a 30%
greater increase in lumen area in lesions with
tears than in those that appear to have a
smooth walled dilatation.'8 Perinterventional
imaging using a combination balloon/intravas-
cular ultrasound catheter in peripheral vessels
has shown that plaques began to tear at low
inflation pressure (< 2 atmospheres) and that
elastic recoil (averaging 30%) occurs almost
immediately after balloon deflation.55
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Plaque fracture does not lead to an increase
in lumen area unless a concomitant increase
in overall vessel size (vessel expansion) or
decrease in plaque area (compression, axial
remodelling, or displacement) occurs. Vessel
expansion or stretch is operative in most cases
of coronary angioplasty, and plaque area
reduction appears to play a minor role56 with
the possible exception of unstable lesions.46 In
contrast, plaque compression appears to be
the major contributor to lumen gain in
peripheral vessels.57
The proportion of patients reported to have

dissections after angioplasty is very variable,
ranging from 41%18 to 83%.58 Technical and
methodological factors contribute to the vari-
able findings between studies. False positive
identification of dissection may arise from a
limited dynamic range6 and dissections may
be missed because of calcific shadowing,59 an
unfavourable angle of incidence,60 or wall
wrapping by the imaging catheter. No defini-
tions for plaque tear, rupture, fissure, or dis-
section are uniformly applied, although two
classifications of intracoronary ultrasound
morphology after angioplasty have been pro-
posed.6'62 Categorical classification of mor-
phology on the basis of findings in one
tomographic slice within the lesion is conve-
nient but fails to take into account the longi-
tudinal extent or the variability of changes
within the lesion, and the reproducibility of
these classifications is not documented. Three
dimensional reconstruction will redress some
of these shortcomings by providing axial as
well as cross sectional assessment, volumetric
analysis, and a reproducible means of match-
ing segments before and after intervention.

Preliminary ultrasound data concerning
mechanisms of restenosis suggest that con-
trary to prevailing beliefs chronic remodelling
and recoil of the arterial wall may account for the
major part of late loss of early lumen gain.63

CORONARY STENTS
The metallic struts or coils of intracoronary
stents are poorly visualised on fluoroscopy but
are easily seen with ultrasound. Confirmation
of full stent expansion and complete apposi-
tion of struts against the vessel wall, as well as

I

I

Figure S The metallic struts ofcoronary stents are

difficult to visualise on fluoroscopy but are readily seen

with ultrasound. In A the struts, evident as point
echodensities, are arranged symmetrically around the
endoluminal surface, are fully apposed to the vessel wall
and the lumen is circular. An eccentric plaque is seen
outside the stentfrom 6 to 12 o'clock. In contrast, the struts
of the stent in B are asymmetrically and incompletely
apposed to the wall of the vein graft in which it is inserted.

accurate sizing of the balloon and positioning
of the stent with respect to the lesion or dis-
section membrane is afforded by ultrasonic
guidance (fig 5). A recent observational study
has reported the acute outcome of stent inser-
tion guided by intracoronary ultrasound.64
Despite angiographic success (comparable in
absolute terms to that documented in previ-
ous stent trials), 80% of lesions were adjudged
to be suboptimally dilated by ultrasound crite-
ria and underwent repeat dilatation at higher
pressures or with larger balloons. Minimum
intrastent cross sectional area increased by
one third following repeat dilatation. An
equivalent increase in angiographic minimum
lumen diameter (MLD) of 14% was evident
on postprocedural quantitative angiography
and reduction of residual stenosis from 9% to
- 4%, but importantly angiographic measure-
ments were larger than intracoronary ultra-
sound measuremenfts of minor lumen
diameters. Lumen eccentricity was not signifi-
cantly improved after repeat dilatation, and
incomplete apposition of stent struts was
infrequently documented. Sizing decisions
based on vessel cross sectional area have
recently been abandoned by this group of
investigators in favour of reference to lumen
area proximal and distal to the lesion, since
reference to vessel area in compensated seg-
ments may lead to balloon oversizing with
adverse consequences.
Mudra et al65 found a substantial over-

estimation of minimum lumen diameter by
quantitative coronary angiography relative to
intracoronary ultrasound measurements both
after initial stent insertion and after further
dilatation as a result of lumen eccentricity and
incomplete strut apposition. Minimum lumen
diameter increased by 25% following ultra-
sound guidance. A comparison of the angio-
graphic outcome in lesions undergoing
stenting guided by intracoronary ultrasound
with lesions undergoing standard stent inser-
tion revealed a final MLD of 2-95 mm and
percent stenosis of -4% in the ultrasound
guided group compared to 2 56 mm and 11%
respectively in the standard group.66 Transient
distal vessel spasm occurred more frequently
in the ultrasound guided group, but there was
no increase in dissections or vessel wall perfo-
ration.

Despite these encouraging results, neither
acute nor long term clinical outcome has been
shown to be improved by ultrasound guidance
of stent insertion. Larger intrastent dimen-
sions and absence of intrastent stenosis pro-
vides the rheologic conditions that may
reduce subacute thrombosis and possibly
restenosis rates. A strategy of dispensing with
anticoagulation following optimal stent inser-
tion, associated with a low incidence of
thrombotic and haemorrhagic complications,
has been adopted both with67 and without
ultrasound guidance.68 A randomised trial
(MUSIC) is currently underway to show
whether or not anticoagulation can be
replaced by aspirin therapy in cases in which
optimal stent deployment has been confirmed
with ultrasound.
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There are conflicting data concerning the
mechanisms of stent restenosis. Results of one
study suggested that stent collapse, possibly as
a result of stent strut mechanical fatigue or

extraneous tissue hyperplasia, contributes
more to late loss of lumen area than intimal
hyperplasia.69 Subsequent reports point to
neointimal hyperplasia as the principal cause
of late loss of lumen gain in coronary stents.'0
Further studies are required to clarify the
issue.

DIRECTIONAL ATHERECTOMY

Knowledge of plaque constitution, shape, and
depth should help in assessing the suitability
of a lesion for directional coronary atherec-
tomy (DCA) and to safely maximise lumen
gain. Superficial calcification (at or near the
endoluminal surface of the plaque) is associ-
ated with a significantly lower tissue yield than
either deep calcification or no calcification.
De Lezo et a171 also found that tissue yield was
lower from echogenic than from echolucent
plaques, although the latter appeared to have
a higher rate of subsequent angiographic
restenosis. Contrary to the view that lumen
gain results predominantly from lesion "dot-
tering", ultrasound data suggest that plaque
excision (manifest ultrasonically as plaque
area reduction) is the predominant contribu-
tor to lumen enlargement.56 A residual plaque
burden averaging 50% of vessel area is evident

Figure 6 Upper panel: (A) In this patient 3 weeks after
inferior wall myocardial infarction, angiography (top)
revealed a tight concentric stenosis in the proximal right
coronary artery. Intravascular ultrasound at the stenosis
(bottom) showed wedging of the catheter blank within a
large eccentric lesion and a demarcated inner layer
encircling the lumen. A focus of deep calcification is
evident at 12 to 2 o'clock. (B) Following balloon
angioplasty, angiography suggested a moderate result, but
ultrasound showed inadequate lumen gain that appeared to
be the result of vessel stretch and incomplete remodelling of
the inner layer. (C) Directional coronary atherectomy gave
rise to an excellent angiographic appearance (top) and
although intracoronary ultrasound confirmed a doubling of
lumen area, and showed a number of discrete "bites" into
the plaque by the atherectomy device (3 and 6 o'clock), a
residual plaque burden of > 60% of vessel cross sectional
area was still present.
Lower panel: (A) Despite the excellent angiographic
profile of the vessel, a discrete calcific flap was identified on
ultrasound distal to the point ofprevious stenosis which
was probably dislodged by the distal end of the
atherectome. (B) A short balloon inflation tacked the flap
back into place (lower panel). The angiogram was not
appreciably different after wall wrapping.

despite an angiographically successful out-
come38 (fig 6).

ROTATIONAL ATHERECTOMY
A sharply delineated, uniformly cylindrical
lumen is seen with intracoronary ultrasound
after rotational atherectomy." A slightly larger
lumen diameter relative to the largest burr
used is attributed to off centre rotation of the
burr during ablation, or to radial expansion of
the vessel following a reduction in the circum-
ferential and radial extent of vessel wall calci-
fication. Fissures and dissections are
infrequent and limited in their axial and radial
extent, and the principal. mechanism of lumen
enlargement is selective ablation of hard
plaque.72

Clinical utiity
There is much debate on whether the great
deal of new information afforded by intra-
coronary ultrasound will translate into
demonstrable clinical benefit, a point of press-
ing importance as the technique is undeniably
costly, has the attendant risks of an invasive
procedure, and can add substantially to the
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costs and duration of coronary interventions
by revealing the apparent need for further
intervention. The small and non-randomised
investigations of the last four years conducted
with earlier versions of scanning technology
have not provided evidence to support an
indispensible role for intracoronary ultra-
sound in routine clinical practice, but a num-
ber of large randomised trials designed to
answer these questions are currently under
way. Work published to date strongly supports
the following applications of the technique.

(1) Clarification of ambiguous angiographic
appearances
Intracoronary ultrasound is of undoubted
benefit in clarifying anatomy in cases of ostial
or very short "napkin ring" stenoses, and
where branch overlap or lumen eccentricity
obscures the area of interest.73 Atheromatous
plaque occupying > 50% of vessel area has
been found in 50% of patients with angio-
graphically mild coronary disease,'2 but unless
significant luminal compromise is also
demonstrated its identification should not
necessarily influence management, as the
significance of non-obstructive atheroma
remains to be established.

(2) Decision making during coronary
interventions
In GUIDE I, imaging after PTCA (112
lesions) or DCA (46 lesions) resulted in 48%
of cases in a change of therapeutic strategy
(using either the same device or switching to a
more appropriate device, depending on lesion
morphology).'8 Mintz et al found that prein-
terventional imaging influenced their subse-
quent therapeutic strategy in 40% of cases.'7
This included revascularisation of doubtful
lesions in 6%, and deciding against revascu-
larisation in 7%, while in 26% the revasculari-
sation strategy was changed. None of these
observational studies permits evaluation of the
impact of intracoronary ultrasound on short
or long term outcome. Nevertheless, ultra-
sound may prove to be indispensible to the
further development and survival of the "sec-
ond generation" interventional techniques,
particularly directional and rotational atherec-
tomy, to allow their targeted and cost-effec-
tive application to specific lesion types, and to
maximise lumen gain.

(3) Prediction of clinical outcome following
coronary intervention
Intracoronary ultrasound is a sensitive means
of determining lesion shape, calcification, and
presence of dissection, variables that are
poorly characterised by angiography and have
each been ascribed conflicting predictive sig-
nificance in angiographic studies. The prog-
nostic significance of these variables must be
established before clinical decision making
can rationally be based on ultrasound data
and to this end several investigators have cor-
related morphological and quantitative ultra-
sound findings with subsequent clinical
outcome. In one series of 69 patients under-
going PTCA, DCA, and excimer laser

therapy, dissections evident on ultrasound
were associated with a greater likelihood of an
adverse outcome (principally restenosis).74
Conversely, Honye et al concluded that
smooth walled dilatation was significantly
more likely to lead to restenosis, but in this
study only those who had recurrent symptoms
(20%) underwent angiographic follow up.61
Mintz et al have reported preliminary follow
up of 124 patients undergoing PTCA, DCA,
rotational atherectomy, stent insertion, and
laser angioplasty. Angiographic restenosis
(defined as a > 50% stenosis at a six month
angiographic follow up) was associated with
smaller minimum lumen area after interven-
tion, and, contrary to angiographic data, with
lower rather than higher acute luminal gain,
an observation consistent with the "bigger is
better" hypothesis.75 Calcification and dissec-
tions were also more prevalent in those who
restenosed. The PICTURE and GUIDE II
trials are multicentre studies that have
enrolled 200 and 250 patients respectively to
assess the predictive value of the morphological
and quantitative findings of intracoronary
ultrasound immediately after intervention.
Both studies are nearing completion and it is
expected that they will be reported during
1995. A small number of reference centres
evaluate all balloon angioplasty procedures
with ultrasound; we frequently study angio-
graphically "hazy" lesions in which the degree
of lumen gain is uncertain with intracoronary
ultrasound, but as with the majority of its clin-
ical indications formal justification for either
approach is required.

(4) Ultrasound guidance of stent insertion
Discussed in detail in a preceding section, this
is an extensively studied and particularly
promising application of ultrasound. Incom-
plete stent expansion is frequently revealed
allowing an informed approach to safely max-
imising the stent cross sectional area with the
appropriately sized (diameter and length) bal-
loon. In the absence of outcome data, we rou-
tinely perform ultrasound before and after
stent insertion, although a more selective
approach in cases of uncertain angiographic
appearances may prove sufficient. In the
ASSURE trial (Adjunctive Stenting in
Suboptimal Ultrasound Result) we are ran-
domising all patients with angiographically
successful angioplasty but incomplete dilata-
tion by ultrasound criteria to either stenting or
no further intervention as a potential strategy
to reduce restenosis with selective stenting.

Future developments
Three dimensional reconstruction is an
important new development that is separately
addressed in this supplement by Di Mario et
al. Establishing a means of accurate longitudi-
nal orientation within the vessel is critical to
the issue of the long term reproducibility of
intracoronary ultrasound quantitation.
Transducers are undergoing further miniatur-
isation (a 0-021 inch imaging guidewire is
being developed) and efforts to produce more

23
 on M

ay 19, 2023 by guest. P
rotected by copyright.

http://heart.bm
j.com

/
B

r H
eart J: first published as 10.1136/hrt.73.5_S

uppl_2.16 on 1 M
ay 1995. D

ow
nloaded from

 

http://heart.bmj.com/


Keamney, Starkey, Sutherland

effective focused transducers are underway. A
micromotor has been manufactured to allow
combination of the advantages of mechanical
single element transducers with optimal
catheter shaft characteristics, and to eliminate
rotation angle artefacts. The feasibility of for-
ward look imaging has been tested with a pro-
totype 4 0 mm diameter forward looking
catheter that provides B mode images up to
2-0 cm in front of the catheter tip.76 Radio fre-
quency signal based tissue characterisation is
being actively researched by several groups,
and if successful would objectify important
elements of image interpretation and could
form the basis of an automated system of
lesion quantitation. Therapeutic combination
devices (balloon or atherectomy + imaging
catheters) are already available, but their wide-
spread application awaits demonstration of
the clinical value of stand alone intracoronary
ultrasound in the current set of clinical trials.

Conclusions
Intravascular ultrasound is a method of imag-
ing that provides unique information concern-
ing vascular morphology and function. It has
already taught us a great deal about the mech-
anisms of coronary interventional procedures
and promises to revolutionise our understand-
ing of the process of restenosis. The changes
that occur in allograft arteriopathy and coro-
nary atheroma during lipid lowering therapy
are currently under intensive investigation
with intracoronary ultrasound, promising to
afford more effective preventive and therapeu-
tic strategies. The precise role of intravascular
ultrasound in clinical practice is currently
being assessed in multicentre trials that will be
reported in the near future. Its incorporation
into regular practice is dependent on a con-
vincing demonstration of cost-effectiveness
and clinical value. Improvements in image
quality and catheter design now appear to be
reaching a plateau, with similar image quality
being offered by different systems. A problem
which remains is the lack of a common termi-
nology that should be addressed by consensus
agreement on standard definitions of the mor-
phological and quantitative variables encoun-
tered in intravascular ultrasound imaging.
Likely future developments include three
dimensional reconstruction, the ability to
characterise wall constituents better using
radio frequency data, and combination with
Doppler analysis to enable full characterisa-
tion of the functional status of the artery. On
the basis of preliminary experience, it would
appear that intravascular ultrasound is likely
to become an integral part of the assessment
and treatment of coronary artery disease.
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