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Abstract
Objective—Large flap valve patent fora-
mens may cause paradoxical thromboem-
bolism and neurological decompression
illness in divers. The ability of a self
expanding Nitinol wire mesh device (Am-
platzer septal occluder) to produce com-
plete closure of the patent foramen ovale
was assessed.
Patients—Seven adults, aged 18–60 years,
who had experienced neurological decom-
pression illness related to diving. Six
appeared to have a normal atrial septum
on transthoracic echocardiography, while
one was found to have an aneurysm of the
interatrial septum.
Methods—Right atrial angiography was
performed to delineate the morphology of
the right to left shunt. The defects were
sized bidirectionally with a precalibrated
balloon filled with dilute contrast. The
largest balloon diameter that could be
repeatedly passed across the septum was
used to select the occlusion device diam-
eter. Devices were introduced through 7 F
long sheaths. All patients underwent
transthoracic contrast echocardiography
one month after the implant.
Results—Device placement was successful
in all patients. Device sizes ranged from
9–14 mm. The patient with an aneurysm
of the interatrial septum had three de-
fects, which were closed with two devices.
Right atrial angiography showed complete
immediate closure in all patients. Median
(range) fluoroscopy time was 13.7 (6–35)
minutes. Follow up contrast echocardio-
graphy showed no right to left shunting in
six of seven patients and the passage of a
few bubbles in one patient. All patients
have been allowed to return to diving.
Conclusion—The Amplatzer septal oc-
cluder can close the large flap valve patent
foramen ovale in divers who have experi-
enced neurological decompression illness.
Interatrial septal aneurysms with multiple
defects may require more than one device.
(Heart 1999;81:257–261)
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The atrial septum’s oval fossa is patent in one
quarter of adults.1 In most cases this represents
probe patency, such that a pathologist’s probe

or a cardiologists catheter can barely be passed
through. However, in a smaller percentage
there is wider patency (pencil patency)2; a
larger area of the flap valve is non-adherent to
the limbus of the oval fossa, and a finger or
inflated rubber balloon can be advanced back-
wards and forwards across the septum. It is
probable that patients with a larger rim of the
flap valve non-adherent are at risk of paradoxi-
cal embolus resulting in cryptogenic stroke3–7

or neurological decompression illness in
divers.8

Patency of the foramen ovale in life is usually
diagnosed by contrast echocardiography with
or without Valsalva manoeuvre.4 Trans-
oesophageal echocardiography may also be
helpful, and may show left to right and right to
left shunting across the foramen ovale on
colour flow mapping, in addition to bubble
passage during contrast injection.5 7 If the pat-
ent foramen ovale is thought to be the
mechanism for the neurological symptoms
then closure may be indicated.9 10 However,
since patency is relatively common, false posi-
tive diagnosis is possible in a patient in whom a
probe patent foramen is coincidentally associ-
ated with a neurological event.11 Methods to
discriminate the size of a patent foramen ovale
are based on the intensity of left atrial opacifi-
cation during contrast injection with either
transthoracic or transoesophageal echocardio-
graphy.7 In divers, certain types of decompres-
sion illness are related to presence of large right
to left shunts on contrast echocardio-
graphy.8 12 13

Transcatheter closure of the patent foramen
ovale to prevent paradoxical embolism has
already been described using either the clam-
shell device9 or the adjustable buttoned
device.14 15 The clamshell device was with-
drawn from clinical trials because of an 83%
rate of leg fractures,16 while the adjustable but-
toned device remains in use but is cumbersome
to implant. The Amplatzer septal occluder
(AGA Medical, Minnesota, USA) has been
developed to occlude secundum atrial septal
defects with left to right shunts.17 18 We describe
the use of the Amplatzer septal occluder in
patients with presumed paradoxical embolism.
We also looked at the angiographic demonstra-
tion and balloon sizing of the patent foramen
ovale in our group of patients.

Patients and methods
Seven adults (one female), aged 18–60 years,
were referred for transcatheter closure of atrial
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level right to left shunts on transthoracic
contrast echocardiography. After diving, each
had experienced symptoms and signs of shunt
related decompression illness. Three divers
were professional and four were amateurs. Six
divers had neurological decompression illness
(spinal in three, cerebral in three) on one occa-
sion. The seventh diver had two separate
episodes of cerebral decompression illness.
Onset of symptoms was within 30 minutes of
surfacing. Their dive profiles followed decom-
pression algorithms currently used in Britain
and generally considered to be safe. One also
had cutaneous decompression illness. One man
(38 years old) also had a history of a small cere-
brovascular accident unrelated to diving, with
complete recovery within four days. Investiga-
tions at the time of his stroke revealed no pos-
sible cause other than a patent foramen ovale.
In all seven divers, lung function tests and chest
radiographs were normal, excluding pulmo-
nary disease known to predispose to decom-
pression illness.13 Six appeared to have a
normal atrial septum on transthoracic echo-
cardiography while one was found to have an
aneurysm of the interatrial septum. In each,
with a single contrast injection, a large right to
left shunt was seen soon after right heart
opacification during normal quiet respiration,
without provocative manoeuvres such as cough
or Valsalva.

AMPLATZER SEPTAL OCCLUDER

The Amplatzer septal occluder is constructed
from 0.004 or 0.005 inch Nitinol wires, tightly
woven into two interconnected saucer shaped
discs. The cylindrical connection between the
two discs serves to stent the defect and its
diameter is considered to be the size of the
occluder. The left atrial disc is slightly larger
than the right atrial one and extends 5 mm
beyond the cylindrical component. There is a
thin polyester patch sewn into each of the three
components of the device, which serve to pro-
mote thrombosis and occlusion within the
device. A delivery cable is attached to the
device by a screw at the proximal end of the
device. Before introduction the device is
collapsed into a tubular loader by pulling on
the delivery cable.

The district ethics committee approved use
of the device, which now has a “CE” mark
(Conseil d’Europe) for atrial septal defect clo-
sure. Patients gave informed consent before
implantation.

PROCEDURE

All closures were performed under general
anaesthesia to allow continuous multiplane
transoesophageal imaging of the atrial septum
and related structures. A 7 French (F) gauge
sheath was placed in the right femoral vein and
a smaller sheath in the left femoral artery for
pressure monitoring. The right heart was cath-
eterised to check whether there was a left to
right shunt and to measure the pulmonary
artery pressure. A biplane right atriogram in
30° right anterior oblique and 45° left anterior
oblique with 25° cranial angulation projec-
tions, with the catheter pointing towards the

fossa ovalis, was performed to delineate the
angiographic morphology of the right to left
shunt (fig 1).

A sizing balloon (Robicsek, BVM Medical,
Leicester, UK), inflated with a range of
volumes of dilute contrast, was calibrated with
a template. A multipurpose catheter was then
passed across the defect and into the left upper
or lower pulmonary vein to allow an exchange
length guidewire to be placed. The sizing
balloon was then passed over the exchange
guidewire and inflated with dilute contrast.
The volume that could be passed, with minor
resistance, from both left to right and right to
left was noted. This was used as the stretched
diameter of the defect and a similar diameter
occluding device was chosen. A 7 F long sheath
and dilator were passed across the atrial
septum over the exchange guidewire used for
balloon sizing. The dilator and wire were
removed. The appropriately selected device
was screwed on to the delivery wire and
compressed by withdrawing it into the loader.
The compressed device was then introduced
into the sheath and advanced across the atrial
septum to the end of the long sheath. The left
atrial retaining disc was then extruded. The
extruded disc and introducer sheath were then
withdrawn as a single unit until resistance to
further withdrawal was felt, which should be at
the fossa ovalis. While maintaining constant
tension on the delivery wire the introducer
sheath was peeled back to expand the rest of
the occluder. The position of the occluder was
checked with transoesophageal echocardio-
graphy before release. Care was taken to ensure
the device did not protrude into the superior
vena cava or right upper pulmonary vein. The
device was released by anticlockwise rotation of
the delivery cable.

The patient with an aneurysm of the inter-
atrial septum required a longer procedure dur-
ing which two devices were implanted, as two
of the three defects were widely separated (fig
2). An additional 8 F venous sheath was placed
in order to allow the defects to be sized
separately. In this patient the devices were
implanted sequentially and both devices re-
mained attached to their respective delivery
cables until they were shown to line up on the
atrial septum without device overlap.

Patients received prophylactic antibiotics to
cover the implant procedure and for six months
after implantation. Echocardiography with col-
our flow mapping was performed before
discharge to ensure maintenance of position.
They also received aspirin 300 mg per day for
three months in order to prevent excessive
thrombus formation on the device. Follow up
contrast echocardiography was performed one
month after the implant. This involved a set
protocol in which six contrast injections were
given using coughing and Valsalva manoeuvres
to promote right to left shunting across any
residual communication.12

Results
All patients had devices implanted successfully.
There were no acute complications. The
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procedure time ranged from 60–180 minutes
and the fluoroscopy time from 9–45 minutes.

On the basis of transoesophageal echo-
cardiography, right atrial angiography, and
balloon sizing, six patients had flap valve patent
foramen ovales and the other had an interatrial

septal aneurysm with multiple septal defects.
This patient was a professional diver and he
had three separate defects in his aneurysmal
atrial septum requiring two separate devices (9
and 10 mm, respectively) for complete closure.
His third defect was close to the lower second
device; although it appeared open at the end of
the procedure it had closed by the time follow
up transoesophageal echocardiography was
performed after one month.

The six patients with flap valve patent
foramens required occluders of between 10
and 14 mm. The occluders all appeared to be
in the superior part of the interatrial septum
near the superior vena cava. None produced
any turbulence in the superior vena caval flow.
Right atrial angiography showed complete
occlusion in all patients (fig 1). Colour flow
transthoracic echocardiography before dis-
charge showed some left to right shunting in
three patients and complete occlusion in the
others. Contrast echocardiography with Val-
salva manoeuvre was performed one month
after implantation and showed complete occlu-
sion in six patients and a trivial right to left
shunt in the patient who received a 14 mm
device. In that case between one and 10
bubbles were seen in the left heart when
contrast injection was supplemented with the
Valsalva manoeuvre on three occasions, but no
shunt was detected on three other occasions.
Transoesophageal echocardiography per-
formed in the patient with an interatrial septal
aneurysm and three defects requiring two
devices showed complete occlusion of all three
defects (fig 2).

Formal anticoagulation with warfarin, even
in the patient who had had a previous stroke,
was not advised because of a lack of evidence
for the eVectiveness of any post device closure
anticoagulation protocol. However, it may be
prudent to consider short term anticoagulation
for patients who have had previous strokes.

All patients have been allowed to return to
diving six weeks after the implant. There has
been no further neurological decompression
illness in any of the patients over a 3–12 month
follow up period.

Figure 1 (A) Right atrial angiogram with the catheter
pointing towards the foramen ovale, showing passage of
contrast across the foramen into the left atrium. (B) After
placement of a 9 mm Amplatzer septal occluder there is
complete angiographic occlusion of the foramen ovale.

Figure 2 (A) Transoesophageal echocardiogram of the patient with an aneurysm of the interatrial septum. The aneurysm bulges into the right atrium and
two small defects (indicated by the arrows) are identified in this longitudinal plane. A left to right colour jet can be seen passing through the upper defect.
(B) Two Amplatzer septal occluders have been placed. The arrows indicate each of the devices, which are aligned sequentially on the atrial septum. There
was no residual flow on contrast echocardiography. LA, left atrium; RA, right atrium.
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Discussion
The patent foramen ovale and aneurysmal
interatrial septum are being increasingly in-
criminated in cerebral thromboembolism and
neurological decompression illness. Approxi-
mately a quarter of adults have a patent
foramen; most of these are probe patent and
probably do not cause any harm, as they are too
small, with a serpiginous course through the
interatrial septum, to permit significant para-
doxical thromboembolism. It is possible for
microbubbles to pass across such defects but
they are few in numbers and require repeated
injections to demonstrate. In contrast, we
believe that flap valve foramens are much more
likely to allow significant paradoxical throm-
boembolism. Flap valve foramens are easy to
demonstrate on contrast echocardiography
with or without Valsalva manoeuvres. Right
atrial angiography shows that the defects relate
to the lack of adherence of the septum primum
to the superior part of the limbus of the oval
fossa. A 10–14 mm diameter balloon could be
passed backwards and forwards across the flap
valve foramen in our patients.

In most patent foramen ovales the right to
left sizing is said to be larger than the left to
right. The fact that the divers’ left to right and
right to left stretched diameters were similar
may indicate that this select group of patients
had larger non-adherent flap valves than
usually found. There is no information on the
incidence or consequences of such flap valve
foramens in the general adult population, or in
patients with cryptogenic stroke or neurologi-
cal decompression illness. However, our obser-
vations suggest that these large flap valve fora-
mens can be most easily recognised by the
presence of a large right to left shunt at rest
without provocative manoeuvres. This contrast
echocardiographic appearance is present in
about 5% of the population.13 Clearly balloon
sizing and right atrial angiography will usually
only be done at the time of planned transcath-
eter closure. However, if the defect was only
demonstrated to be probe patent then it is pos-
sible that device closure would not be helpful
and that there is another cause for the
symptoms.

Technically it was very easy to close the pat-
ent foramen ovale with this device. The device
stents the potential space between the limbus
and the septum primum. Thrombus and later
fibrous tissue ingrowth into the device and
endothelialisation of the discs accomplish
occlusion.18 Because the potential defect is
stented, there was transient left to right shunt-
ing seen in some cases on echocardiography
the following day. However, at one month there
was neither left to right nor right to left shunt-
ing in six of the seven divers. We have
previously described the use of the inverted
adjustable buttoned device to occlude the pat-
ent foramen ovale in divers with neurological
decompression illness.19 The Amplatzer septal
occluder was much easier to use because of its
one part introduction method, rapid release by
a screw mechanism, and facility to retrieve and
reposition as required. The adjustable but-
toned device requires a two part introduction

method, and release is achieved by pulling a
double loop of nylon thread out as a single
strand. The adjustable buttoned device is
retrieved by reinforcement of the loading wire
with a snare; once retrieved it cannot be reused.

It is possible that a non-self centring device
would have managed to close the interatrial
septal aneurysm with multiple defects more
easily.14 However, the new version of the clam-
shell device (CardioSEAL; Nitinol Medical
Technologies, Boston, Massachusetts, USA)
has already experienced a significant although
considerably lower rate of device arm
fractures20 and requires an 11 F delivery
sheath. The ASDOS device (Osypka,
Grenzach-Whylen, Germany)21 and the Sideris
(Custom Medical Devices, Athens, Greece)
adjustable buttoned device require a two part
introduction method and are more cumber-
some to implant. The Das Angel Wings device
(Microvena Corp, Minnesota, USA) is also self
centring but requires an 11 F delivery system
for the size that might be required to close a
flap valve foramen. Also the sharp corners on
this device have been reported to erode the
aorta, causing a delayed tamponade in a patient
having an atrial septal defect closure.22 This
device has since been modified to round the
corners to prevent aortic erosion.

Our study group comprised divers who had
experienced neurological bends, which we have
attributed to a large patent foramen ovale.
Three were professional divers and four were
keen amateurs. We justified implantation of
devices in the three professional divers, who
would otherwise not have come to early medi-
cal attention but for their diving, by the fact
that successful device implantation has allowed
them to continue with their livelihood. Justifi-
cation in the keen amateurs was based on their
strong desire to continue diving and the long
term brain scan changes seen in some divers.23

We hope, although we have no evidence, that
closure of such large foramens may prevent a
paradoxical thromboembolus in the future. We
are aware of two cases, one of which was
reported in the medical literature,24 and one
described in this report, where individuals with
large patent foramen ovale had neurological
decompression illness on one occasion (soon
after diving), and thromboembolic stroke at a
young age on another occasion (unrelated to
diving). Transcatheter closure of patent fora-
men ovales and interatrial septal aneurysms
with the Amplatzer septal occluders produced
complete occlusion in six of seven patients in
this study group without significant complica-
tions. All the patients have been able to return
to diving, including the one with a small
residual shunt. In that case, the shunt is no
larger on contrast echocardiography than is
present in a quarter of divers who do not get
decompression illness.

This Amplatzer septal occluder in its current
configuration is easy to implant and provides
an eVective non-surgical option for patients
who have suVered neurological decompression
illness related to a large patent foramen ovale.
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