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Abstract
Objective—To determine whether coil
stents are as eVective as tubular stents in
improving coronary flow velocity reserve
(CFVR) after stent deployment.
Methods—Distal CFVR was measured
with a 0.014 inch Doppler guide wire
before and after stenting in 33 patients. A
coil stent was implanted in 16 patients and
a tubular stent was used in 17 patients.
Coronary flow velocity within the stent
was also recorded during a slow pullback.
Results—Following placement of the
stents, the percentage diameter stenosis
was similar for both the tubular and coil
stents (mean (SE) 11 (2)% v 13 (2)%, NS).
However, distal CFVR was higher after
stenting with a tubular stent compared
with a coil stent (2.46 (0.13) v 1.96 (0.14),
p < 0.05). Furthermore, pullback through
the stent detected a major flow velocity
increase within coil stents but not in tubu-
lar stents (83 (24)% v 5 (5)%, p < 0.05).
Conclusions—In spite of similar angio-
graphic improvement, placement of coil
stents was associated with inferior func-
tional results compared with tubular
stents. The flow velocity acceleration
within the coil stents suggests the presence
of a residual narrowing within the stent,
which is not appreciated on angiography.
(Heart 1999;82:465–470)
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Although distal coronary flow velocity reserve
(CFVR) measured by intracoronary Doppler
guide wires1–8 improves significantly after suc-
cessful balloon angioplasty, it frequently re-

mains subnormal.2 9 10 This suboptimal in-
crease of distal CFVR after successful
angioplasty has been ascribed to ischaemic
stunning of the myocardial microvasculature,11

to a residual luminal narrowing not appreciated
on angiography,12 or both. Coronary stenting
results in a larger lumen gain than after balloon
angioplasty and has been shown to result in a
greater increase in distal CFVR.12–16

However, even after successful stenting
CFVR may remain suboptimal.17 This can be
caused by impaired microvascular vasodilata-
tion but also by unsatisfactory lumen enlarge-
ment after stent placement. DiVerent stent
types probably do not have the same properties
in the coronary artery. Coil stents are possibly
not as eVective as tubular stents in restoring the
conduit function of the epicardial arteries. Coil
stents have a more open design that promotes
plaque prolapse and do not always provide a
uniform radial expansion of the vessel lumen.
This may result in a lower lumen increase and
therefore a lower CFVR increase than when a
tubular stent is used. In this study we
compared the eVect of tubular and coil stents
on epicardial flow conductance and on distal
CFVR.

Methods
PATIENT POPULATION

The study population comprised 31 patients
with stable angina undergoing elective coron-
ary angioplasty and stenting of a non-occlusive
major stenosis (diameter stenosis > 50%) in a
native coronary artery (table 1). All patients
had single vessel disease with normal left
ventricular function; stenting was performed
because of a suboptimal angioplasty result
(residual diameter stenosis > 35%) or threat-
ened closure (residual diameter stenosis > 50%
with dissection type C or D). Patients with a
myocardial infarction in the perfusion territory
of the treated artery, valve disease, congestive
heart failure, or notable left ventricular hyper-
trophy were excluded. Angiographic exclusions
included presence of collateral circulation,
bypass graft to the target vessel, ostial narrow-
ing inducing wedging of the catheter, distal
lesions with small perfusion bed, and lesions
not amenable to be crossed by the Doppler
coronary guide wire.

Cardiovascular drugs (nitrates, â blockers,
calcium channel blockers, antiplatelet agents)
were continued as clinically indicated. In-
formed consent was obtained from all patients
and the protocol was approved by the institu-
tional ethics committee of the University
Hospital of Antwerp.

Table 1 Patient characteristics and angiographic findings

Coil stent
(n = 16)

Tubular stent
(n = 17) p Value

Male/female 12/4 9/8 NS
Age (mean (SE)) (years) 61.1 (2.0) 58.7 (1.9) NS
Risk factors

Hypertension 4 4 NS
Hypercholesterolaemia 3 8 NS
Diabetes 1 1 NS

Treated vessel LAD/RCA/CX 9/4/3 8/8/1 NS
ACC/AHA type of lesion

A 1 2 NS
B1 6 6 NS
B2 8 9 NS
C 1 0 NS

Indication for stenting
Suboptimal PTCA 13 14 NS
Threatened closure 3 3 NS

Values are numbers unless otherwise indicated.
LAD, left anterior descending artery; RCA, right coronary artery; CX, circumflex artery, ACC,
American College of Cardiology; AHA, American Heart Association.
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CATHETERISATION PROCEDURE

Angioplasty and stenting were performed after
intravenous administration of 10 000 U of
heparin. A continuous infusion of intravenous
isosorbide dinitrate (0.5 µg/kg/min) was
started 15 minutes before the procedure.

Coronary flow velocity measurements were
taken with a 0.014 inch Doppler angioplasty
guide wire (FloWire; Endosonics, Rancho
Cordova, California, USA) after intracoronary
administration of isosorbide dinitrate (2 mg).
Continuous flow velocity profiles along with
simultaneous ECG and aortic pressure wave-
forms were displayed on the video monitor and
recorded continuously on super VHS vide-
otape.

Distal flow velocities were obtained at least
2 cm beyond the stenosis at baseline and again
during coronary hyperaemia induced by ad-
ministration of intracoronary adenosine (18 µg
bolus for the left coronary artery and 12 µg for
the right coronary artery). The maximal
hyperaemic response after adenosine injection
was automatically detected and reported on the
video printer. The distal CVFR was calculated
as the ratio of the hyperaemic to basal average
peak velocity (APV).

Stent delivery was performed using standard
techniques. In the patients who where treated
with a Gianturco-Roubin stent a one size
(0.5 mm larger than the reference diameter)
oversized stent was used. Delivery of the
Gianturco-Roubin stent was performed with
the delivery balloon inflated at low inflation
pressure (5 atm) followed with adjunctive high
pressure inflations (12–15 atm) with a semi-
compliant balloon (Viva; Boston Scientific,
Maple Grove, Minnesota, USA). Wiktor stents
were delivered with inflation of the delivery
balloon up to 9–12 atm. Palmaz-Schatz, NIR,
and Bestent were manually crimped on a Viva
balloon (Boston Scientific) and were delivered
with high inflation pressures (15–18 atm). AVE
micro I and Multilink stents were delivered
with their delivery balloon followed by adjunc-
tive high pressure inflations with a Viva
balloon. Stent deployment was assessed with
online quantitative coronary arteriography and
was optimised with additional balloon infla-
tions until diameter stenosis was lower than
15%.

After an angiographically optimal stent
result was obtained, baseline and hyperaemic
distal flow velocity data were again measured as
before angioplasty 5–15 minutes after the last
balloon inflation within the stent. After these

Table 2 Quantitative coronary arteriography results

Coil stent
(n = 16)

Tubular stent
(n = 17) p Value

Minimal luminal diameter (mm)
Pre-PTCA 0.98 (0.10) 1.03 (0.08) NS
Post-PTCA 1.83 (0.18) 1.55 (0.10) NS
Post-stent 2.84 (0.12) 2.82 (0.09) NS

Interpolated reference diameter (mm) 3.04 (0.11) 3.01 (0.11) NS
Diameter stenosis (%)

Pre-PTCA 67.8 (2.9) 64.9 (2.9) NS
Post-PTCA 38.5 (5.6) 47.7 (3.6) NS
Post-stent 12.8 (2.2) 10.9 (1.6) NS

Values are mean (SE).

Figure 1 Graph showing the baseline and maximal hyperaemic APV before and after
PTCA and after stent implantation.
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Table 3 Doppler data

Coil stent
(n = 16)

Tubular stent
(n = 17) p Value

CFVR
Pre-PTCA 1.39 (0.09) 1.50 (0.10) NS
Post-PTCA 1.63 (0.08) 1.83 (0.13) NS
Post-stent 1.96 (0.15) 2.46 (0.13) 0.02
Reference 2.45 (0.15) 2.65 (0.19) NS

Relative CFVR
Post-stent 0.76 (0.04) 0.91 (0.08) 0.09

Final CFVR > 2.5 and diameter stenosis < 35% 2 (12.5%) 8 (47%) 0.02
Maximal APV in stent/APV distal from stent 1.83 (0.26) 1.05 (0.05) 0.01
% area stenosis (Doppler) 37 (5) 2 (6) 0.01

Values are mean (SE) unless otherwise indicated.

Figure 2 Cumulative distribution of the diameter stenosis (left) and the distal CFVR (right) after placement of tubular
and coil stents. All patients have a residual diameter stenosis < 35% after stent placement (angiographic part of the
Doppler end point balloon angioplasty trial Europe (DEBATE) criterion); only two patients with a coil stent have a distal
CFVR > 2.5 (Doppler part of the DEBATE criterion), whereas almost half of the patients with a tubular stent meet this
criterion.
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measurements were obtained the Doppler
guide wire was slowly withdrawn through the
stented segment. Baseline coronary blood flow
velocity was measured in a reference segment
just distally from the stent and was recorded
continuously during the slow pullback ma-
noeuvre. If the signal was lost within the stent,
as happened frequently, then the Doppler
guide wire tip was carefully reoriented towards
the lumen and baseline coronary blood flow
velocity was measured within the stent after an
optimal signal was obtained. Based on the con-
tinuity equation, % area stenosis within the
stent was calculated as follows: (1 − (APV in
reference segment ÷ maximal APV within the
stent)) × 100%.

In 19 patients (nine with a coil stent and 10
with a tubular stent) CFVR was also measured
in an angiographically normal reference coron-
ary artery. A relative CFVR was calculated as
the ratio of the target vessel CFVR and the
CFVR in the normal reference artery.

ANGIOGRAPHIC DATA ANALYSIS

Coronary angiographic images were quantita-
tively analysed with a computer based cardio-
vascular angiography analysis system (CAAS
II, Pie Medical Data, Netherlands), which was
previously described in detail.18 End diastolic
frames that showed the narrowest stenotic
diameter were selected and digitised. The
absolute diameter of the lesion (mm) was
determined using the non-filled tip of the guid-
ing catheter as a scaling device. Stenosis sever-
ity was calculated from the minimal luminal
diameter and a computer estimated reference
diameter and expressed as % diameter stenosis.
Significant coronary artery stenosis was de-
fined as a luminal diameter stenosis > 50% in a
major epicardial coronary artery or branch. All
measurements were made online during the
procedure, and the results of the analysis were
used for the selection of balloon and stent size
and for the optimisation of stent placement.

CORONARY FLOW VELOCITY DATA ANALYSIS

The Doppler guide wire was connected with
the 12 MHz pulsed Doppler velocimeter (Flo-
Map, Endosonics) which analysed online Dop-
pler velocity spectra and calculated the tempo-
ral average of the instantaneous APV waveform
both in baseline conditions and during maxi-
mal hyperaemia. CFVR was calculated online
from these measurements.

STATISTICAL ANALYSIS

All data are expressed as mean (SE). Demo-
graphic, angiographic, and coronary flow vari-
ables for the diVerent subgroups were com-
pared by analysis of variance and ScheVe’s F
test for continuous variables, and by ÷2 analysis
for categorical variables. A value of p < 0.05
was considered significant.

Results
PATIENTS

Age and sex distributions were not diVerent in
the two groups. Sixteen patients were im-
planted with coil stents (Wiktor-stent;
Medtronic, Minneapolis, USA (n = 10);

Gianturco-Roubin I; Cook, Bloomington,
USA (n = 6)), while 17 patients received tubu-
lar stents (NIR; Boston Scientific (n = 5);
Palmaz-Schatz or Crown; Johnson & Johnson,
Miami, Florida, USA (n = 7); AVE Microstent
1 (n = 2), Multilink; Guidant, Indianapolis,
USA (n = 1); Bestent, Medtronic (n = 2)).
Stenting was successful in all patients; all had
an uneventful in-hospital outcome with no
subacute thrombosis after hospital discharge.

QUANTITATIVE CORONARY ARTERIOGRAPHY

The results of quantitative coronary arteriogra-
phy are shown in table 2. Stenting resulted in a
notable increase of the minimal luminal diam-
eter and in a significant decrease of diameter
stenosis. There was no significant diVerence in
the acute angiographic results between patients
stented with a coil stent and those receiving a
tubular stent.

CORONARY FLOW VELOCITY DATA

Changes in APV after percutaneous translumi-
nal coronary angioplasty (PTCA) and stenting
are shown in fig 1. After stent placement the
peak APV after administration of adenosine
was increased in both groups of patients
(p < 0.05 v before PTCA). The peak APV
after stent placement was higher in patients
with a tubular stent than in those with a coil
stent but this diVerence did not reach signifi-
cance.

The distal CFVR data are given in table 3
and the cumulative distribution of the distal
CFVR after stent placement is shown in fig 2.
CVFR was not significantly increased after
balloon angioplasty. After placement of a stent
CFVR was significantly increased (p < 0.05).
Distal CFVR was higher in patients with a
tubular stent than in patients with a coil stent
(p < 0.05).

In the coil stent group there was no
significant diVerence in distal CFVR between
those patients with a Gianturco-Roubin stent
and those with a Wiktor stent (2.14 (0.37) v
1.87 (0.12), p > 0.05). In the tubular stent
group, patients with an AVE Microstent
showed a lower distal CFVR (1.95 (0.15)) than
patients given the other types of tubular stent
(NIR 2.62 (0.26); Palmaz Schatz or Crown
2.52 (0.24); Multilink 2.53; Bestent 2.35
(0.15)). This diVerence, however, was not sig-
nificant.

During pullback of the Doppler guide wire
through the stent a velocity increase was
frequently observed with the coil stents (fig 3).
In three patients with a coil stent APV
increased twofold or more within the stent,
indicating the presence of a residual area
stenosis > 50% after stent placement. A similar
increase was never observed in the patients
with a tubular stent.

CFVR of the reference vessel was similar in
both stent groups. Relative CFVR after stent-
ing was lower in patients with a coil stent than
in those with a tubular stent. This diVerence,
however, did not reach significance (p = 0.09).

Stent design and coronary flow reserve 467
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Discussion
This study shows: implantation of a coil stent
leads to a less favourable improvement in cor-
onary blood flow haemodynamics than place-
ment of a tubular stent, even though similar
angiographic results are obtained with both
types of stents; flow velocity acceleration within
coil stents suggests the presence of a residual
luminal narrowing within the stent which is not
appreciated on angiography; and in more than

half of the patients with a tubular stent the dis-
tal CFVR remains suboptimal (< 2.5), despite
excellent angiographic results.

Our study re-emphasises the added value of
distal coronary flow velocity measurements for
guidance and evaluation of coronary interven-
tions. Although the acute angiographic results
after stent implantation were similar in both
stent groups, a higher distal coronary flow
velocity was observed in the patients with a

Figure 3 Angiographic (A) and coronary flow velocity recordings (B) before and after PTCA and after placement of a 3.0 mm Wiktor coil stent in a
lesion in the mid-segment of the left anterior descending (LAD) coronary artery. The results of quantitative coronary arteriography and the coronary basal
and hyperaemic flow velocity recordings are shown for each stage of the procedure. In addition the coronary flow recordings during pullback through the
stent are shown as well as the measurement of the CFVR in the reference vessel (right coronary artery (RCA)). The ECG, aortic pressure, and the spectral
flow velocity are shown on each recording. The velocity scale is 0–120 cm/s. CFVR increases considerably following stent placement but remains lower than
in the reference vessel (1.9 v 2.5). During slow pullback an acceleration of the coronary blood flow velocity is observed within the stent, from 23 to 43 cm/s.

HyperaemiaBaseline

Pre PTCALAD

LAD

B

APV: 15 APV: 24  CFVR: 1.6

Within the stentDistal from stent

Post stent

APV: 23 APV: 43

HyperaemiaBaseline

Post PTCA

APV: 18 APV: 24  CFVR: 1.4

HyperaemiaBaseline

Post stent

APV: 21 APV: 40  CFVR: 1.9

HyperaemiaBaseline

Post stentDistal RCA

APV: 16 APV: 40  CFVR: 2.5

Pre PTCA

stenosis 61%

Diameter* (mm)m 2.94 ± 0.62 mm

1.35

0.00

3.98

stenosis 37%

Diameter* (mm)m 3.33 ± 0.47 mm

2.49

0.00

4.61

stenosis 16%

Diameter* (mm)m 3.11 ± 0.34 mm

2.90

0.00

3.85

A

Post PTCA Post stent

468 Vrints, Claeys, Bosmans, et al

 on M
ay 22, 2023 by guest. P

rotected by copyright.
http://heart.bm

j.com
/

H
eart: first published as 10.1136/hrt.82.4.465 on 1 O

ctober 1999. D
ow

nloaded from
 

http://heart.bmj.com/


tubular stent than in the patients with a coil
stent. Thus, quantitative coronary arteriogra-
phy alone appears to be insuYcient to predict
functional improvement following stenting,
and additional measurement with Doppler
guide wires is necessary for the correct assess-
ment of the functional result of coronary inter-
ventions.

TUBULAR VERSUS COIL STENTS

An explanation for the higher distal CFVR in
patients receiving tubular stents can in part be
found in the observation of a major increase of
coronary flow velocity within the coil stents
during a slow pullback of the Doppler guide
wire. In tubular stents we were never able to
detect a significant flow velocity increase. It
therefore appears that coil stents do not
normalise epicardial flow conductance as well
as tubular stents and that a residual stenosis
may persist that cannot be detected by
coronary arteriography. Since intravascular
ultrasound was not routinely performed after
stent placement we only can speculate about
the mechanisms responsible for the flow veloc-
ity increase within coil stents. One explanation
could be that inadequate lumen enlargement,
caused by plaque prolapse between the struts,
leads to a more irregular and less cylindrical
lumen than is obtained with tubular stents.
This may indeed occur with coil stents such as
the Gianturco-Roubin and Wiktor stents,
which were used in our study. In addition the
irregular lumen within coil stents may possibly
promote the occurrence of turbulence, as sug-
gested by the relatively high flow velocity
increase within the stent that was observed in
some patients. So the residual impairment of
flow conductance within coil stents could be
both functional and anatomical.

The value of Doppler guided coronary inter-
ventions was recently shown in a multicentre
prospective study (Doppler end point balloon
angioplasty trial Europe (DEBATE)).19 Using
a combined criterion (postangioplasty CFVR
> 2.5 and presence of an excellent angio-
graphic result (< 35% diameter stenosis)), a
subgroup could be identified with a 16%
restenosis rate at six months, a result similar to
that obtained with primary stenting. In our
study the DEBATE study criterion19 was met
only in two patients with a coil stent but in
eight patients with a tubular stent. If the prog-
nostic value of this criterion can be extrapo-
lated to stented patients, then this could imply
that the clinical outcome after six months
follow up would be less with a coil stent than
with a tubular stent. Moreover, the presence of
flow turbulence within a coil stent may increase
platelet activation and aggregation, which may
promote subacute thrombosis and possibly also
restenosis via an increased release of growth
stimulating substances by the aggregating
platelets.

CONCOMITANT MICROVASCULAR DYSFUNCTION

A distal CFVR > 2.5 was observed in only
eight of the patients with a tubular stent. In the
patients with a subnormal CFVR after implan-
tation of a tubular stent a flow velocity increase

within the stent was never observed. Also, since
high pressure inflations were always used, it can
therefore be assumed that the tubular stents
were always optimally deployed. Moreover, the
relative flow reserve after stenting with a tubu-
lar stent was always close to 1.0 in our study,
which suggests that in these patients the
epicardial flow conductance was completely
normal. The subnormal distal CFVR in those
patients can therefore only be explained by the
presence of a microvascular dysfunction which
either existed previously or was acquired
during the repetitive ischaemic and reperfusion
periods during angioplasty and stenting.

If more than half of the patients with an
optimally deployed tubular stent have a sub-
normal distal CFVR then this implies that the
absolute value of the distal CFVR achieved
after stent placement is, as a single parameter,
insuYcient for the physiological assessment of
stenting. At least we should normalise it to the
distal CFVR measured before the intervention
in an angiographically normal reference vessel.
Another method for detecting inadequate stent
expansion is to search for flow velocity
acceleration within the stent by monitoring the
blood flow velocity during a slow pullback, as
was performed in our study. This method is,
however, clinically impractical and carries the
risk of moving a stent strut if the guide wire
needs to be re-advanced for additional balloon
insuZations in order to deploy the stent more
optimally. Estimation of fractional flow reserve
by measurement of the translesional pressure
gradient is another possibility that has been
introduced for the assessment of coronary
interventions.20–22 However, when used alone,
this method is possibly not suYcient for the
physiological assessment of coronary stenting
in all cases, since it assumes the induction of a
maximal vasodilatation which is not obtained
in more than half of the patients. Combined
measurement of distal coronary perfusion
pressure and flow velocity therefore appears to
be the most optimal method for assessing the
restoration of epicardial flow conductance after
stenting.

STUDY LIMITATIONS

The limitations of Doppler flow velocity
recording and measurement of distal CFVR
have been described elsewhere in great detail.23

Changes in heart rate and blood pressure may
influence measurement of distal CFVR. How-
ever, these parameters remained stable during
the procedure.

Stent deployment was not assessed by intra-
coronary ultrasound. Intravascular ultrasound
of coil stents is not without hazard24 and was
not performed in this study. Therefore, we can
only speculate about the possible mechanisms
of the flow velocity increase observed within
the coil stents. However, a flow velocity
increase was reported to occur in suboptimally
deployed stents25; in an ultrasound study com-
paring Palmaz-Schatz and Wiktor stents the
cross sectional and longitudinal symmetry was
less with the coil stent than with the tubular
stent.26

Stent design and coronary flow reserve 469
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Patients were not randomised in the present
study and diVerent stent types have been used.
The present study reflects, however, our
clinical experience with CFVR measurement
after stent deployment. Initially coil stents
(Gianturco-Roubin I and Wiktor stents) were
the ones routinely used in our laboratory.
Using this type of stent we were unable to
obtain a notable improvement of distal CFVR
after stent placement. This was in strong
contrast with the reports from other centres
which mainly used tubular stents.12–16 This
experience, coupled with the clinical evidence
on the beneficial eVect of tubular stents that
emerged from the publication of the Benestent
trials, have led us to switch toward the routine
use of slotted tube stents in our laboratory.
Although the patients were not randomised for
stent type, they were examined in two consecu-
tive periods, whereby coil stents were routinely
used during a first period and tubular stents
during a second period.

The absence of follow up data is also a limi-
tation of our study. However, the number of
patients is probably insuYcient to examine
whether the observation of a suboptimal distal
CFVR after stent implantation is a predictor
for a worse clinical outcome. The prognostic
value of distal CFVR after stent implantation is
currently under investigation in several large
multicentre studies.

CLINICAL IMPLICATIONS

Coronary arteriography is the standard guide
for coronary angioplasty and stenting. How-
ever, our study re-emphasises that the func-
tional results of coronary interventions cannot
be predicted from the findings of coronary
arteriography alone.

Although the limitations of coronary arterio-
graphy are well known,27 new coronary stents
are frequently evaluated only by angiographic
methods. Our observation that two types of
stents produced diVering functional results but
similar angiographic findings indicates that
new stents should also be evaluated for their
capacity to restore a normal epicardial flow
conductance.

The authors thank Dr M Kern, St Louis University, St Louis,
USA for his advice and critical review of the paper.
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