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Background At our institution, Cardiac Implantable Electronic
Devices (CIEDs) are routinely checked after elective direct
current cardioversion procedures (DCCV) to ensure that the
leads and generator have not been damaged. Anecdotally, this
was perceived to be an unnecessary intervention. A compre-
hensive assessment of the impact of DCCV on device param-
eters and programming would allow either a change in
practice to be safely undertaken, or to justify this ongoing
use of resources.
Method We retrospectively evaluated the routine post proce-
dure device checks performed on consecutive patients with
CIEDs undergoing elective DCCV at our institution between
2013 and 2019. Lead parameters (impedance, high voltage
impedance, amplitude and capture threshold) recorded imme-
diately post DCCV, were compared to the previous recorded
values for each device. Atrial threshold and P wave amplitudes
were not assessed as they would have been significantly
altered by conversion of atrial dysrhythmia to sinus rhythm,
rather than by the procedure itself. Where values could not
be determined at either of the two device checks (pre or post
DCCV), for example no R wave amplitude due to absence of
underlying rhythm, this parameter was excluded from the data
set. Values before and after DCCV were compared using a
paired samples t test. Lead thresholds were assessed in volts,
provided the pre and post DCCV checks used the same pulse
width. The incidence of programming changes as a direct
result of DCCV was also calculated.
Results A total of 53 patients were identified for analysis
(60.3% male, mean age 73 +/- 15 years). All patients under-
went an elective DCCV receiving up to 3 shocks (starting at
150J) with defibrillation pads placed in conventional positions
(either anterior-posterior or anterolateral) >8cm from the
CIED generator. Device types were dual chamber pacemaker
51%, single chamber pacemaker 11%, CRT-D 11%, DR-ICD
9%, CRT-P 8%, VR-ICD 6% and S-ICD 4%. CIED manufac-
turers were Medtronic 66%, Boston Scientific 21%, Abbott
11%, and Microport (Sorin) 2%. The mean time between pre
DCCV and post DCCV device checks was 4.7 +/- 2.7
months.

The mean changes in lead parameters (presented with
95% confidence intervals) were as follows; impedance -7.4
ohms (-22.0 to +7.3, p=0.32, n=90), high voltage impe-
dance -0.2 ohms (-3.7 to +3.4, p=0.92, n=17), amplitude -
0.1 mV (-0.7 to + 0.6, p=0.80, n=38) and lead threshold -
0.01 V (-0.07 to +0.04, p=0.64, n=57). The incidence of
device reprogramming as a result of DCCV was found to be
0% (n=53).
Conclusion DCCV is not associated with statistically significant
changes in lead impedance, amplitude or threshold across a
range of CIED devices. DCCV is not associated with a need
for alterations in device programming post procedure. Provid-
ing the standard protocol and pad positions (anterior-posterior
or anterolateral, >8cm from CIED generator) for DCCV in
patients with CIEDs are followed, there is therefore no
requirement for a routine CIED check post DCCV.
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Background Atrial fibrillation (AF) and hypertension commonly
co-exist and both are associated with endothelial dysfunction.
A key consequence of normal endothelial function in vivo is
the ability to release nitric oxide (NO) in response to physio-
logical stimuli, such as increased flow, reflecting flow-depend-
ent endothelium-mediated dilatation (FMD). FMD
measurement using a high-resolution ultrasound has become a
reliable and reproducible technique for assessment of endothe-
lial dysfunction.
Purpose To investigate whether endothelium-dependent FMD
is more abnormal in patients with AF and hypertension when
compared to hypertension alone.
Design In a cross-sectional comparison, we studied two patient
groups: AF and hypertension (n = 61) and hypertension con-
trol group (n = 33). High-resolution ultrasound was used to
measure brachial artery diameter at rest and during reactive
hyperaemia (endothelium-dependent FMD). Data was analysed
using SPSS software.
Results Participants were matched for age, sex and body mass
index (BMI). There was no significant difference in FMD
between permanent AF and hypertension group and hyperten-
sion control group (4.6%, 95% confidence interval (CI) [2.6 –

5.9] vs 2.6%, 95% CI [1.9 – 5.3]; p = 0.25). No variables
were identified on univariate analysis and only heart rate was
identified on multivariate analysis as an independent predictor
of FMD (p = 0.04).

Abstract 69 Table 1 Differences in FMD

AF + hypertension

group

(n =40)

Hypertension

control group

(n =20)

p

Clinical Demographics Mean ±SD/Median

[IQR]

Mean ±SD/Median

[IQR]

Age, years 66 ± 7 65 ± 7 0.71

Sex

Male

Female

29

11

15

5

0.84

BMI (kg/m2) 32.9 ± 5.2 32.1 ± 4.2 0.58

Heart rate 70 [60 – 82] 63 [58 – 67] 0.02

FMD Measurements Mean [95% CI]/

Median [95% CI]

Mean [95% CI]/

Median [95% CI]

p

Baseline diameter (mm) 4.6 [4.4 – 4.9]a 5.2 [4.8 – 5.6]a 0.02

Peak diameter (mm) 4.9 [4.6 – 5.2]a 5.4 [5.0 – 5.8]a 0.03

Absolute FMD change (mm) 0.2 [0.1 – 0.3]b 0.2 [0.1 – 0.3]b 0.61

FMD (%) 4.6 [2.6 – 5.9]b 2.6 [1.9 – 5.3]b 0.25

FMDc (%) 4.9 [3.8 – 6.0]a 4.3 [2.8 – 5.9]a 0.56

Time to peak diameter (sec) 58 [40 – 90]b 36 [21 – 65]b 0.07

Shear rate stimulus (Positive shear

rate area to peak) [sec.-1]

4421 [2800 – 6077]b 3300 [1296 – 6887]b 0.41

Normally distributed data are expressed as mean [95% confidence intervals (CI)]. Identified
by superscript a. Non-normally distributed data are displayed as median [95% CI]. Identi-
fied by superscript b. Statistical differences were tested using independent t-test (for para-
metric data) or Mann-Whitney U test (for non-parametric data). Significance p ≤ 0.05.
AF = atrial fibrillation; BMI = Body Mass Index; bpm = beats per minute; FMD = flow
mediated dilatation; FMDc = FMD adjusted for baseline diameter
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Conclusions First study investigating FMD in patients with
permanent AF and hypertension together to assess whether
presence of AF worsens the endothelial dysfunction seen in
patients with hypertension. Endothelium-dependent FMD is
impaired in patients with AF and hypertension. The presence
of AF does not incrementally worsen endothelial dysfunction,
nor was AF an independent predictor of endothelial dysfunc-
tion on multivariate analysis.
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Introduction Atrial fibrillation (AF) is common in patients
with aortic valve disease, although the exact mechanism is
unclear. New-onset AF is frequent after any open-heart sur-
gery, but evidence suggests it may have no significant impact
on survival if sinus rhythm (SR) is effectively restored early
after the onset of the arrhythmia and before hospital dis-
charge. In contrast, management of preoperative persistent
AF is often overlooked during or after open-heart surgery
despite several proposed protocols. This study sought to eval-
uate the impact of preoperative persistent AF on mortality in
patients undergoing isolated surgical aortic valve replacement
(AVR).
Methods Retrospective, single-centre study involving 2,628
consecutive patients undergoing elective primary isolated AVR

from 2008 to 2018. A total of 268/2,628 patients (10.1%)
exhibited persistent AF before surgery. The effect of preopera-
tive AF on long-term mortality was evaluated with univariate
and multivariate regression analyses.
Results Statistically significant differences were observed in
patients’ age, history of hypertension, diabetes, myocardial
infarction, preoperative creatinine level, left ventricular func-
tion and EuroSCORE between AF and SR groups [Table 1].
In-hospital mortality was 0.8% and was not different
between AF and SR groups. AF was highly predictive of
long-term mortality (median follow up of 4 years [IQR 2-7];
HR: 2.24, 95% CI: 1.79–2.79, p=<0.001) [Figure 1], and
remained strongly and independently predictive after adjust-
ment for other risk factors (HR: 1.54, 95% CI: 1.23–1.94,
p=<0.001). Other independent predictors of long-term mor-
tality included advanced age, presence of diabetes, chronic
pulmonary disease, peripheral vascular intervention, poor left
ventricular function and elevated preoperative creatinine
level.
Conclusions The presence of preoperative AF in patients
undergoing isolated AVR was affected by many risk factors
and was associated with a higher EuroSCORE. Preoperative
AF was independently predictive of long-term mortality in this
cohort. It remains to be seen whether concomitant surgery or
other preoperative measures to correct AF may impact long-
term outcomes.
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Introduction Direct Oral Anticoagulants (DOACs) are rapidly
replacing warfarin as drugs of choice for stroke prophylaxis in
patients with non-valvular atrial fibrillation (NVAF). Advantage
of DOACs over warfarin include fixed dosing, predictable
pharmacokinetics, less interaction with food/ medication and
no requirement for frequent monitoring of their therapeutic
efficacy. Obesity is a risk factor for the development of AF.

Abstract 70 Table 1 Baseline patient characteristics

AF(n=268) SR(n=2360) P Value

Age, yrs 77±7 71±11 <0.001

Female 113 (42.2) 1126 (47.7) 0.093

Body Mass Index 28.7±5.7 28.6±5.6 0.808

Valve type

Biological 248 (92.5) 2052 (86.9) 0.008

Mechanical 20 (7.5) 308 (13.1)

Bypass time, min 73±25 74±26 0.795

Aortic clamp time, min 53±16 54±17 0.360

Valve pathology

Aortic stenosis 259 (96.6) 2237 (94.8) 0.237

Aortic regurgitation 9 (3.4) 123 (5.2)

Hypertension 202 (75.4) 1396 (59.2) <0.001

Diabetes Mellitus 60 (22.4) 402 (17.0) 0.034

Creatinine (µmol/L) 105±43 92±35 <0.001

Chronic pulmonary disease 61 (22.8) 425 (18.0) 0.067

Peripheral vascular intervention 33 (12.3) 150 (6.4) <0.001

Current smoker 10 (3.7) 125 (5.3) 0.309

Cerebral vascular accident 13 (4.9) 63 (2.7) 0.053

Myocardial infarction 27 (10.1) 143 (6.1) 0.017

Poor left ventricular function (EF <30%) 38 (14.2) 121 (5.1) <0.001

Euroscore I 7.9±2.4 6.3±2.4 <0.001

Logistic Euroscore 11.9±9.5 7.4±6.7 <0.001

Values presented as mean SD or n (%)

Abstract 70 Figure 1 Kaplan-Meier survival curves showing
significantly lower event free survival in patients with atrial fibrillation
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