Heart failure and cardiomyopathies

Figure 4 Summary receiver operating characteristic curve (SROC) for
the pooled sensitivity and specificity with the summary point for the
different handheld ultrasound devices assessments. HSROC, hierarchical
summary receiver operator curves; LVEF, left ventricular ejection fraction;
LVH, left ventricular hypertrophy; LV, left ventricular; WMA, wall motion
abnormality.

can be more accurately measured by clinicians with minimal
training.

Important logistical points need to be considered including
cost-effectiveness, training and accessibility by clinicians. HUD
has been shown to be more cost-effective in comparison to TTE
and reduces overall costs when compared with physical exam-
ination.® ' Despite these potential savings, implementation
requires training and frequent revalidation to maintain the clini-
cian’s skill. Didactic and practical sessions are required before
clinicians can achieve basic competence in HUD. A minimum
of 30 scans has been recommended, however brief training is
associated with an increased false-positive rate.'> * This first
highlights that HUD performed by inexperienced users should
be supervised by experienced echocardiographers as previously
mentioned and second, the importance of frequent training
and consolidation in echocardiography before allowing users
to image patients without supervision. Accessibility of recorded

Figure 5 Summary receiver operating characteristic curves for LV
parameters comparing effect user experience on handheld ultrasound
devices diagnostic accuracy. LVEF, left ventricular ejection fraction; LV,
left ventricular; WMA, wall motion abnormality.

images is therefore a fundamental property of a HUD if suffi-
cient supervision is to be achieved.

Our data suggest that HUD is best positioned at the beginning
of the clinical pathway when suspicious of cardiac pathology,
thus augmenting the cardiovascular examination. Detecting
cardiac disease earlier, when the prevalence of any abnormality
is at its lowest, is likely to incur higher rates of false positives.
However, HUD should be considered as a method of triaging
patients who may require further investigation. HUD should not
be considered as a replacement to TTE. HUD can be conducted
at the bedside and take <6 min."* It can be argued that this is
preferable compared with the potential of unnecessarily having
to wait for a more complex scan, which may require the patient
to return on a separate day or result in a longer stay in hospital.
However, a negative finding on HUD and not proceeding to full
TTE risks cardiac abnormalities being missed, a factor which
should be considered on an individual patient basis.

Negative results (ie, specificity) can be used with reason-
able confidence used to determine normal cardiac physiology.
However, positive results need to be interpreted with caution,
especially when performed by inexperienced HUD users. Clin-
ical decision making should not be solely guided by the interpre-
tation of HUD images, even by experienced echocardiographers.
Instead, these results suggest that HUD should act as an initial
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Table 2 Results of meta-analyses comparing the diagnostic accuracy of HUD with first-line TTE

HUD compared with TTE

Total Experienced Inexperienced
Sensitivity (95% Sensitivity (95% Sensitivity

Sensitivity % Studies (n)  Prevalence Cl) Studies (n)  Prevalence Cl) Studies (n) Prevalence  (95% Cl)

LVEF (any abnormality) 15 (2936) 0.23 86 (80 to 90) 9 (1406) 0.18 88 (81 t0 92) 9 (1530) 0.28 83 (71 to 90)
LVEF (moderate/severe) 10 (1611) 0.27 91 (86 to 94) 5(722) 0.27 93 (89 to 96) 7 (889) 0.27 84 (72 t0 92)
WMA 13 (1931) 0.27 81 (74 to 85) 6 (794) 0.26 85 (76 to 91) 7(1137) 0.28 78 (70 to 84)
LV dilatation 10 (1966) 0.13 73 (59 to 84) 6 (966) 0.17 89 (64 to 97) 6 (1000) 0.09 68 (51 to 81)
LVH 12 (2229) 0.24 83 (73 to 90) 6 (1096) 0.23 85 (72 to 92) 7(1133) 0.26 80 (61 to 91)
LVEF (any abnormality) 14 (2851) 0.21 91 (87 to 95) 8(1368) 0.16 96 (90 to 98) 8 (1483) 0.26 89 (81 to 93)
LVEF (moderate/severe) 10 (1611) 0.27 92 (87 to 96) 5(722) 0.27 96 (87 to 99) 7 (889) 0.27 91 (83 to 95)
WMA 12 (1876) 0.28 90 (88 to 92) 6 (759) 0.27 95 (93 to 96) 6(1117) 0.28 88 (85 to 90)
LV dilatation 10 (1966) 0.13 95 (94 to 97) 6 (966) 0.17 98 (93 to 99) 6 (1000) 0.09 95 (93 to 96)
LVH 11 (2228) 0.25 90 (82 to 95) 5(1095) 0.23 91 (82 to 96) 7(1133) 0.26 87 (67 to 96)

HUD, handheld ultrasound devices; LV, left ventricular; LVEF, LV ejection fraction; LVH, LV dilatation and hypertrophy; TTE, transthoracic echocardiography; WMA, wall motion

abnormalities.

diagnostic test to aid decision making on whether further inves-
tigation, including TTE, and treatment is required.

Given the excellent sensitivity and specificity particularly seen
with more experienced operators, it is likely that the role of
HUD will become even more prominent in future clinical prac-
tice. We would support earlier teaching and training of HUD
and its incorporation into the medical school curriculum, thus
providing an important way of ensuring adequate training for
all future doctors.

Strengths and limitations

An extensive literature search was performed. No search filters
were used revealing results from an unpublished source, thus
minimising the risk of publication bias. To limit the effect of any
reporting bias, data were carefully extracted from the results of
some studies that did not explicitly state sensitivity and speci-
ficity values. The search and data extraction were performed by
two authors independently to minimise the bias in the review
process.

Half of the included studies are >10 years old and improve-
ment in screen technology, image processing and other advance-
ments might play a pivotal role in improving the diagnostic
accuracy of HUD.

The lack of a common threshold for WMA, LV dilatation
and LVH means the diagnostic performance may vary between
centres. Our results do however show that despite variation in

thresholds, the specificity of HUD remains =87% for all char-
acteristics. Even if sensitivity is reduced, the use of HUD as an
initial diagnostic tool means diagnosing a condition and deter-
mining disease severity is not the aim of this test. Any uncer-
tainty when interpreting the image should result in referral for
further investigation. Clinical suspicion of HF and measurement
of LV filling pressures is an important indication for echocar-
diography assessment and would be a valuable bedside tool.
Clarius is one of the only scanners on the market capable of
pulse-wave Doppler (PWD), permitted by the installation of a
liquid heating device which prevents overheating."” The current
technological capabilities of most HUDs do not include PWD
and therefore filling pressures cannot be measured using these
devices.'® We were therefore unable to analyse sufficient data
regarding this variable.

Future applications

With advancement of technology, LV border tracking and other
methods of automatic, device-generated, quantitative measures
of ejection fraction may become routinely available.'” Incorpo-
ration of PWD and continuous-wave Doppler technology into
a greater number of available HUDs will also allow for a more
extensive range of quantitative cardiovascular assessments to be
undertaken at the bedside. Qualitative assessment of valvular
heart disease using colour-flow Doppler is available on most
HUDs, however is outside the scope of this review. Images may

Table 3 Summary of findings

Review question

Is handheld echocardiography able to accurately diagnose LV dysfunction compared with TTE?

Population 6062 participants aged 65+5 years with a male predominance of 54% requiring routine referral for TTE
Setting Single centres with access to TTE
Studies Studies of diagnostic tests
Quality of evidence Majority of studies reported consecutive or random sampling, blinding of assessors and short time between HUD and TTE imaging (24-28 hours)
Pooled results Sensitivity (95% Cl) Specificity (95% Cl)

Experienced Inexperienced Experienced Inexperienced
LVEF (any abnormality) 88 (81 t0 92) 83 (71 to 90) 96 (90 to 98) 89 (81 to 93)
LVEF (moderate/severe) 93 (89 to 96) 84 (72 t0 92) 96 (87 to 99) 91 (83 to 95)
WMA 85 (76 to 91) 78 (70 to 84) 95 (93 to 96) 88 (85 to 90)
LV dilatation 89 (64 t0 97) 68 (51 to 81) 98 (93 t0 99) 95 (93 to 96)
LVH 85 (72 t0 92) 80 (61 to 91) 91 (82 to 96) 87 (67 to 96)

HUD, handheld ultrasound devices; LV, left ventricular; LVEF, LV ejection fraction; LVH, LV dilatation and hypertrophy; TTE, transthoracic echocardiography; WMA, wall motion

abnormalities.
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ultimately be sent remotely following acquisition directly to an
experienced echocardiographer who can review and interpret
images immediately, fast-tracking patients who require further
investigation.'® ' Further developments in HUD therefore
have the potential to revolutionise the bedside cardiovascular
examination.

This study highlights the need to further develop methods to
bridge the gap between experienced and inexperienced users.
Education and introduction of an ultrasound curriculum for
medical students and junior doctors can improve understanding
of clinical anatomy, develop basic ultrasound skills and later their
diagnostic ability.”’*! Formulation of a designated HUD training
pathway would allow for standardisation of HUD competencies
and provide structure to those wishing to advance their experi-
ence using HUDs. These suggestions are limited by the finan-
cial burden this would incur as well as a shortfall of clinicians
adequately trained using HUDs.

CONCLUSION

This meta-analysis supports the use of HUD as a powerful
modality for predicting LV size and systolic function. HUD diag-
nostic yield is superior when performed by experienced echo-
cardiographers. Images acquired by an inexperienced operator
should be done under direct supervision or validated by a more
experienced user. This study provides a strong rationale for
considering HUD as an auxiliary tool to the physical examina-
tion in secondary care, to aid the clinical decision making when
considering referral for TTE.
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Key messages

What is already known on this subject?

» Handheld cardiac ultrasound device (HUD) offers rapid
bedside assessment of cardiac morphology and function.

» The diagnostic accuracy of HUD previously reported has
shown heterogeneity between studies and its clinical value
has yet to be determined.

What might this study add?

» To the best of our knowledge, this is the first study to perform
a meta-analysis evaluating the diagnostic accuracy of HUD
devices to detect cardiac dysfunction and the impact of
operator experience on test accuracy.

» This study reports that HUD test accuracy is significantly
improved when performed by experienced operators.

How might this impact on clinical practice?

» The clinical utility of HUD is rapidly expanding.

» Augmentation of the physical cardiovascular examination
using HUD may improve detection of cardiac size and
function at the bedside and lead to a reduction in the number
of unnecessary departmental transthoracic echocardiography
referrals.

» Image interpretation by inexperienced operators should be
confirmed by more experienced echocardiographers before
clinical decisions and referral for further imaging are made.
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Search terms used in MA

Medline
5 (handheld OR hand?held OR pocket?siz* OR | 141,288
hand?carried OR mobile OR bed?side OR
bedside).ti,ab
6 (echocardiogram OR echocardiography OR 359,331
ultrasound).ti,ab
7 (5 AND 6) 6,198
EMBASE
1 (handheld OR hand?held OR pocket?siz* OR [ 183,391
hand?carried OR mobile OR bed?side OR
bedside).ti,ab
2 (echocardiogram OR echocardiography OR 580,544
ultrasound).ti,ab
3 (1 AND 2) 11,019
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Table 1. Individual study data incorporated into the meta-analysis.
Whole Total Total e . e
Study Parameter Threshold Sample | Number | Number Sens:tlwty Specolflaty va NOPV
Size | Measured | Positive (%) (%) (%) | (%)
LVEF
LV border LVEF <50% - At
Aldaas| detection and least adequate
(exp) 2019 tracking image quality 70 56 8 75 98 N/A | N/A
Aldaas LV border LVEF <50% - At
(inexp)| detection and least adequate
2019 tracking image quality 70 56 8 75 100 100 | 96
Visual estimation
Alexander| of LV systolic
2004 function LVEF <55% 537 533 223 82 71 67 | 85
Andersen Qualitative SE>=moderate
2011 assessment pathology 108 108 35 97 99 97 | 99
Visual estimation
of LV systolic
Biais 2012 function LVEF <50% 151 151 28 86 99 96 | 97
Decara Qualitative
(exp) 2003 assessment LV dysfunction 300 149 38 89 N/A N/A | N/A
Decara
(inexp) Qualitative
2003 assessment LV dysfunction 300 151 47 97 N/A N/A | N/A
Fedson Qualitative
2003 assessment >=mild 103 39 11 73 64 44 | 86
Visual estimation
Galasko|  of LV systolic
2003 function LVEF <50% 562 531 51 96 98 83 |99.6
Visual estimation
of LV systolic
Ghani 2006 function LVEF <40% 80 73 16 75 91 71 | 93
Gulic (exp) Qualitative Any reduction in
2016 assessment LVEF 200 200 22 72 94 64 | 97
Gulic
(inexp) Qualitative Any reduction in
2016 assessment LVEF 200 200 22 84 92 58 | 98
Normal >=55%,
Visual estimation | moderate 35%-
of LV systolic <55%, severely
Khan 2014 function reduced <35% 240 239 70 93 92 84 | 97
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Visual estimation
Kirkpatrick|  of LV systolic

2005 function LVEF <40% 63 63 3 100 83 23 | 100

Visual estimation
of LV systolic

Kobal 2005 function LVEF <50% 61 61 22 86 82 73 | 91

Liebo| Visual estimation
(expDR)|  of LV systolic

2011 function LVEF <45% 97 91 13 85 99 92 | 97

Liebo| Visual estimation
(expMS)|  of LV systolic

2011 function LVEF <45% 97 90 12 92 99 92 | 99

Liebo| Visual estimation
(inexpRI)|  of LV systolic

2011 function LVEF <45% 97 97 13 85 93 65 | 98

Liebo| Visual estimation
(inexpML)|  of LV systolic

2011 function LVEF <45% 97 92 11 73 98 80 | 96
Lopez-
Palmero Qualitative Normal or

2015 assessment depressed 223 212 85 95.2 93.7 91 |96.7
Martin Qualitative Normal or

2009 assessment abnormal 354 336 124 81 92 85 | 89
Mehta Qualitative

2014 assessment LVEF<40% 250 250 54 96 89 70 | 99

Systolic excursion
of AV plane and
visual estimation
Mijolstad|  of LV systolic LVEF <45%
2013 function moderate+ 199 129 30 92 94 80 | 98
Visual estimation
Nilsson|  of LV systolic

2019 function LVEF<50% 100 140 19 47 81 28 | 91
Oleson Qualitative
2015 assessment LVEF<50% 260 255 125 65 83 79 | 71

Visual estimation
of LV systolic
Razi 2011 function LVEF <40% 50 50 33 94 94 97 | 88
Visual estimation

Ruddox| of LV systolic
2013 function LVEF<40% 303 283 81 57 92 74 | 84

Stokke| Visual estimation

(inexp)|  of LV systolic
2014 function LVEF <45% 72 105 61 90 57 74 | 81
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Visual estimation
Stokke|  of LV systolic
(exp) 2014 function LVEF <45% 72 101 59 92 67 79 | 85
Vignon
2004| Not specified Not specified 55 42 22 91 89 91 | 89
Visual estimation
Vourvouri of LV systolic
2003 function LVEF <40% 88 82 19 89 98 94 | 97
Xie 2006| Not Specified LVEF<50% 100 100 33 91 99 97 | 96
WMA
Qualitative
Bruce 2002 assessment Present 374 124 97 88 82 94 | 65
Based on 16-
Cullen 2013| segment model Present 190 190 15 60 95 50 | 97
Decara Qualitative
(exp) 2003 assessment Present 300 149 14 79 N/A N/A | N/A
Decara
(inexp) Qualitative
2003 assessment Present 300 151 20 55 N/A N/A | N/A
Fedson Qualitative
2003 assessment Present 103 39 0 N/A 90 N/A | N/A
Giusca
2010| Not Specified Present 56 52 23 65.2 89.5 76.5|83.3
Lack of normal
systolic thickening
or translational
motion towards
Khan 2014 centreline Present 240 232 94 86 97 95 | 91
Lack of normal
systolic thickening
Liebo| ortranslational
(expDR)| motion towards
2011 centreline Present 97 90 15 67 91 53 | 95
Lack of normal
systolic thickening
Liebo| ortranslational
(expMS)| motion towards
2011 centreline Present 97 74 11 82 94 69 | 97
Lack of normal
systolic thickening
Liebo| or translational
(inexpRI)| motion towards
2011 centreline Present 97 76 10 80 85 44 | 97
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Lack of normal
systolic thickening
Liebo| or translational
(inexpML)| motion towards
2011 centreline Present 97 80 10 60 94 60 | 94
Abnormal wall
movement/thicken
Lucas 2009| ing during systole Present 322 314 80 85 88 71 | 95
Abnormal wall
movement/thicken
Lucas 2011| ing during systole Present 210 210 67 84 85 73 | 92
Ruddox
2013]| Visual estimation Present 303 261 96 76 88 79 | 86
Vignon
2004| Not specified Not specified 55 23 21 90 100 100 | 50
Wejner-Mik
2019| Visual estimation Present 87 85 50 88 97 98 | 86
Xie 2006 Not Specified Present 100 100 36 97 98 97 | 98
LV Dilation
Yes/No
Qualitative SE=LV dilation
Biais 2012 assessment >55mm 151 151 8 94 96 57 | 100
Coletta Normal
2006 LVEDD 30mm/m2 112 105 87 100 65 93 | 100
Giusca
2010 LV diameter >59mm 56 52 7 71 100 100 |95.7
Gulic (exp) Qualitative
2016 assessment Yes/No 200 200 9 44 97 50 | 97
Gulic
(inexp) Qualitative
2016 assessment Yes/No 200 200 9 55 94 31 | 98
>53mm women,
Khan 2014 LVEDD >59mm men 240 225 33 87 98 91 | 98
Qualitative Yes/No
Kobal 2005 assessment SE>56mm 61 61 12 67 94 73 | 92
Liebo
(expDR) >53mm women,
2011 LVEDD >59mm men 97 92 15 67 99 91 | 94
Liebo
(expMS) >53mm women,
2011 LVEDD >59mm men 97 93 14 64 100 100 | 94
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Liebo
(inexpRI) >53mm women,
2011 LVEDD >59mm men 97 92 15 73 95 73 | 95
Liebo
(inexpML) >53mm women,
2011 LVEDD >59mm men 97 90 15 53 97 80 | 91
Lopez-
Palmero >53mm women,
2015 LVEDD >59mm men 223 212 34 94 97 84.2198.8
Ruddox
2013 LVEDD Not specified 303 293 52 46 93 60 | 89
Xie 2006 LVEDD LVEDD >=55mm 100 100 19 89 99 94 | 98
LVH
Qualitative Yes/No
Biais 2012 assessment SE=IVS>13mm 151 151 26 77 97 83 | 95
Coletta
2006 IVS Normal 12mm 112 105 82 97 79 94 | 88
Coletta
2006 PW Normal 12mm 112 105 93 97 70 9% | 74
Decara Qualitative
(exp) 2003 assessment Severe 300 149 1 100 N/A N/A | N/A
Galasko
2003 IVS or PW >=13mm 562 540 31 94 93 45 |199.6
Galasko
2003 IVS or PW >=12mm 562 540 55 82 96 69 | 98
End-diastolic
thickness of
Giusca| interventricular
2010 septum >=11mm 56 52 9 56 100 100 (91.5
Gulic (exp) Qualitative Yes/No
2016 assessment SE=IVS>14mm 200 200 108 72 75 77 | 70
Gulic
(inexp) Qualitative Yes/No
2016 assessment SE=IVS>14mm 200 200 108 83 58 70 | 75
Yes/No
Qualitative SE=IVS/PW>=12m
Kobal 2005 assessment m 61 61 23 65 71 58 | 77
Lopez-
Palmero
2015 IVS or PW >10mm 223 212 134 96 91 94.8192.2
Posterior/septal
Lucas 2009| wall thickness >=12mm 322 314 33 70 73 23 | 95
Posterior/septal | >=1.4 (M), >=1.3
Lucas 2011| wall thickness (F) 210 209 34 50 68 23 | 88
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Perez-
Avraham IVS>=11.7,
2010 IVS or PW PW>=9.8 85 85 18 100 99 95 (100
>134gm2/m?2
Senior 2004 LVMI (M), 110 (F) 189 179 46 72 91 73 | 90
Vourvouri >134gm2/m?2
2002 LVMI (M), 110 (F) 100 100 18 83 96 79 | 96
Septal wall
Xie 2006 thickness >=12mm 100 100 41 80 93 89 | 87

We extracted and collated data using a standardised, agreed upon, data extraction form.
Data collected included:

1. Methods:
o Study design
o Total duration of study
o Study setting
o Date of study
o Country of study
2. Participants:
o Numberincluded and analysed for the index and reference test
o Mean age
o Gender
o Inclusion criteria
o Exclusion criteria.
3. Index test:
o Type of HUD
o Experience of operators
o Number of operators
o Time between index and reference test
4. Reference Standard:
o Type of standard echocardiography
o Experience of operators
o Number of operators
5. Outcomes: LV parameters including function, dilatation, wall motion
abnormality and hypertrophy.
6. Thresholds:
o LVEF
=  Mild = LVEF 45-55%
= Moderate/severe = LVEF <45%
o LV dilatation
= LVEDD >53mm
o WMA
=  Present/absent
o LVH
= Interventricular septum/posterior wall >10mm
7. Diagnostic data:
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Sensitivity/specificity/PPV/NPV
TP/TN/FP/FN

Prevalence

Total number measured

O O O O
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Table 2. Diagnostic odds ratios for HUD cardiac assessment.

Characteristic DOR Overall (Cl) DOR Experienced (Cl) DOR Ine(xcr:;erlenced p-value

LVEF (any abnormality) 58.63(26.11-131.63)  131.24 (37.75-456.22)  28.11(11.19-70.56) 0.051
LVEF (moderate/severe) 88.55 (38.88-201.68) 2761';)220(371')70' 41.45 (18.34-93.72) 0.035
WMA 40.81 (25.19-66.10) 89.97 (30.56-264.86) 28.34 (19.76-40.63) 0.047
LVH 26.69 (11.27-78.25)  54.92 (13.96-216.08) 18.17 (5.05-65.41) 0.248
LVH (quantitative only) 54.69 (11.99-249.45)  96.59 (50.81-183.59)  39.48 (4.81-323.90) 0.436
LV Dilatation 95.81 (40.12-228.85) 224.63 (87.38-577.51) 44.84 (16.38-122.77) 0.022
LV Dilatation (quantitative 405.51 (143.18-

only) 142.29 (42.94-471.48) 1148.50) 62.41 (14.30-272.40) 0.042
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Table 3. Heterogeneity assessment and evaluation of operator experience on the

diagnostic performance of HUD.

Heterogeneity Assessment Operator Experience
HUD
Parameter |Correlation coefficient between log Sp| Meta-regression covariate P

and log SN coefficient value
LVEF 0.3 -1.64 0.04
LVEF <40 -0.14 -1.65 0.04
LV dilatation -0.39 -0.09 0.88
LVH 0.39 -1.08 0.31
WMA -0.06 -1.055 0.01

Contrary to intervention meta-analyses, the I? statistic is not a reliable indicator for
heterogeneity in diagnostic test accuracy reviews and therefore was not assessed(1).
Instead, heterogeneity can be analysed by estimating the correlation between
sensitivity and specificity(2). In a normal ROC curve, an increase in sensitivity is off-
set by a decrease in specificity and therefore they have a negative correlation. A
correlation coefficient larger than zero indicates possible heterogeneity. The
correlation coefficient of the logit-transformed sensitivity and specificity was
calculated for all variables.

The sensitivity and specificity are proportion data and limited between the lower and
upper limits of 0 and 1. To apply the correlation statistics and meet its distribution
assumption, the proportion data are logit-transformed to release the upper and lower
limits of the sensitivity and specificity data(2).

We planned to assess the effect of operator experience, pre-existing comorbidities
and baseline LV function on the results in a meta-regression covariate analysis.
However, only operator experience was sufficiently reported and showed that
experience was a significant factor in detecting LVEF, WMA and LV dilatation.
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. e (0
Domain ' Risk of bias (%)
High Unclear Low

Flow and Timing 27 70
Reference

Standard 15 76
Index Test 15 82

Patient Selection 21 79

Patient Selection

Index Test

Reference Standard

QUADAS-2 Domain

Flow and Timing

20 40 60 80 100
Proportion of studies with high, unclear or low risk of bias, % (n

o

m High mUnclear =Low

Figure 1. Tabulated and graphical displays for QUADAS-2 results.

The risk of bias was qualitatively assessed based on the domains of the Quality
Assessment of Diagnostic Accuracy Studies (QUADAS)-2 tool. Parameters evaluated
included random or consecutive recruitment of patients (patient sampling), blinding of
assessors to index and reference test, and the time between HUD and TTE (flow and
timing). Two reviewers (SJ and PG) independently assessed the risk of bias for each
study with disagreements discussed with a third author (SA). Studies categorised as
low for all domains were regarded as having a low risk of bias Studies stated as being
high or unclear in 21 domain were judged to be at risk of bias.
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Coletta 2006

Cullen 2013

DeCara 2003
Fedson 2003
Galasko 2003
Giusca 2010

Gulic 2016

Khan 2014

Kobal 2005

Liebo 2011
Lopez-Palmero 2015
Lucas 2009

Lucas 2011

Martin 2009

Nilsson 2019

Oleson 2015
Perez-Avraham 2010
Ruddox 2013
Wejner-Mik 2019

Xie 2006

ORI RCEEDHDERERDCEOD

Vignon 2004

Risk of bias
High
Some concerns / unclear

Low

Study Patient Sampling Index Test Reference Test Flow and Timing
RAndont.oriconsecutive HHE Blinded to TTE TTE Blinded to HHE  Time between HHE and TTE
recruitment
Aldaas 2019
Alexander 2004
Biais 2012
Bruce 2002
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Figure 2. Risk of bias summary for each included study
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LVEF <45%
(moderate/severe dysfunction)

Study and Subgroup Sensitivity
Experienced

Andersen 2011 0.97 [0.85; 1.00]
Liebo (expDR) 2011 0.85 [0.55; 0.98]
Liebo (expMS) 2011 0.92 [0.62; 1.00]
Mehta 2014 0.96 [0.87; 1.00]
Stokke (exp) 2014 0.92 [0.81;0.97]
Vourvouri 2003 0.89 [0.67; 0.99]
Random effects model 0.93 [0.89; 0.96]
Inexperienced

Ghani 2006 0.75 [0.48; 0.93]
Kirkpatrick 2005 1.00 [0.29; 1.00]
Liebo (inexpML) 2011 0.73 [0.39; 0.94]
Liebo (inexpRI) 2011 0.85 [0.55;0.98]
Mijolstad 2013 0.92 [0.75; 0.99]
Razi 2011 0.94 [0.80; 0.99]
Ruddox 2013 0.57 [0.45; 0.68]
Stokke (inexp) 2014 0.90 [0.80; 0.96]
Random effects model 0.84 [0.72; 0.92]

Fixed effects (plural) model 0.97 [0.86; 0.94]

Specificity

0.99 [0.93; 1.00]
0.99 [0.93; 1.00]
0.99 [0.93; 1.00]
0.89 [0.84; 0.93]
0.67 [0.50; 0.80]
0.98 [0.91; 1.00]
0.96 [0.87; 0.99]

0.91 [0.81;0.97]
0.83 [0.71;0.92]
0.98 [0.91; 1.00]
0.93 [0.85;0.97]
0.94 [0.87; 0.98]
0.94 [0.71; 1.00]
0.92 [0.87; 0.95]
0.57 [0.41;0.72]
0.91 [0.83; 0.95]

0.92 [0.87; 0.96]

Sensitivity Specificity
—— .
_— ——
— . —&—

03 04 05 06 07 08 09 1 03 04 05 06 07 08 09 1

Figure 3. Meta-analyses of LVEF <45%. Sensitivity and specificity [CI] values are

reported.

The bivariate method was used to calculated overall sensitivity and specificity and
their 95% confidence intervals. The summary estimates of sensitivity and specificity
using this method represent the average operating point across studies. The
bivariate nature of the input data is maintained throughout the analysis using the
bivariate model which allows the calculation of reliable summary estimates. Other
advantages of the bivariate method include accounting for the study size, between-
study heterogeneity and adjusting for the threshold effect seen when there is a
negative correlation between the sensitivity and the specificity of the index test(3).
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